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LOOKING AT WINDOWS. See page 2. 


COMMENT 


WHO’S IN CHARGE HERE? 


Is measurement tech- 
nology important to the 
National Bureau of 
Standards? To commerce 
and industry in the 
United States? 

For the majority of us, 


the answer is a resounding 
YES! A mission in 


measurement technology 
was woven into the original enabling legislation 
of NBS. Measurement technology underpins the 
industrial superiority of the United States, especially 
in the high technology explosions going on now 
in electronics and other important sectors. 


Much of our nation’s strength in international 
trade derives from our advanced ability to measure 
and our sophisticated management systems which 
determine the strategic and tactical moves to 
exploit that technology. Our nation is the envy of 
much of the world. 


This unique national measurement technology 
has grown up without anyone truly being in charge. 
A wide variety of driving forces really put the 
system in place—for example, legal requirements 
for equity in trade, economic requirements to 
improve productivity, technology breakthroughs 
which make possible the semiconductor revolution. 


And now this National Measurement System 
baby has grown into a giant. Dr. R. D. Huntoon of 
NBS coined that term in the October 6, 1967, issue 
of Science magazine with an article entitled, 
Concept of a National Measurement System. 

His opening paragraph spells it out: ‘“Concurrently 
with the growth and industrialization of this nation, 
there has developed within it a vast, complex 
system of measurement which has made possible 
the very growth that brought the system into being. 
This National Measurement System (NMS) stands 
today as one of the key elements in a worldwide 
measurement system that links all major nations 
together in a consistent, compatible network for 
communications and trade.” 


An exciting concept! Especially because the 
infrastructure of the NMS is so invisible and 
widespread, but still so important to our 
increasingly technological society. 

In 1972 the Assistant Secretary of Commerce 
directed the preparation of a study of “The NBS 


Standards of Measurement to Determine if Their 
Accuracy is Sufficient for the Needs of U.S. 
Industry.” This request led to initiation of a three- _ 
year study of the National Measurement System, 

The study was a massive effort involving many 
people at NBS in all divisions of the Institute for = = 
Basic Standards. The result is an equally massive 
series of reports which constitute an impressive © : 
“snapshot” of a very complex and pervasive system. _ 
This system underpins the technological-economic  _ 
structure of our country and its relation to the 
world. 

But in this great size and strength is i a great 
weakness. No one is in charge! The NMS is wien . 
direction. And that causes me serious concern. Six” 
percent of our gross national product is involved 
with measurement. Larger percentages of our high 
technology science and industry sectors are even 
more crucially dependent on NMS. 

In my opinion, the National Bureau of Standard: a 
should be assigned responsibility as the National © 
Measurement Science Center, with the duty to 
further refine the present status of NMS, define 
future directions, and provide the management _ 
impetus for a national commitment to keep our __ 
nation’s science, technology, and a) ina 
leadership position. 8 

This isn’t going to be easy. There are sentiments . 
in our population and Congress that science has 
gone wrong; technology has messed up our lives. _ 

But we of the scientific and industrial community ——_ 
who can understand the implications need to make — 
ourselves heard. The National Conference of 
Standards Laboratories will be working for a 
national commitment to meet national — 
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John L. Minck 
Immediate Past President 
National Conference of 
Standards Laboratories 


In October Minck completed his year as President of the 
NCSL. NCSL is an association of 295 companies and 
organizations which maintain or have an interest in 
measurement standards and calibration facilities. Minck is an 
executive in the Stanford Park Division of the Hewlett- 
Packard Company. He has been active in measurements for 
most of his 19 years with HP. 
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MAKING THE 


by Juli Kelley and David Chaffee 


HAT is it worth to your family and how 

much does it cost to have rooms with 

a view—simple windows, that is—in 
your home, your children’s school, or the local 
hospital? 

If you want to answer intelligently, you have to 
consider a number of factors, such as the psycho- 
logical effects of having or not having a view, what 
windows mean in terms of the energy a building 
requires, and how much they cost to install and 
maintain. 

More than two years ago, a research psychologist 
at the National Bureau of Standards, Belinda Collins, 
surveyed the technical literature concerning the 
psychological effects of windows on people.* Her 
search disclosed a number of findings that empha- 
size the importance of windows to the overall well- 
being of people. One report, for instance, showed 
a positive relationship between the presence of 
windows and patient recovery in hospital intensive 
care units. 

If windows are necessary to satisfy certain aesthe- 
tic and psychological needs, the aim of any frugal 
building designer, owner, or operator—from the 
federal government to the homeowner—is this: to 
maximize the positive effects (or performance) of 
windows so that all possible benefits are captured. 

For over two years, a team of NBS scientists and 
engineers headed by Collins has been studying ways 
of achieving this goal. The program has been 
funded by several government agencies ** and in- 


Kelley is editor of DIMENSIONS/NBS. Chaffee is a DIMEN- 
SIONS staff writer. This article is based on research con- 
ducted in the NBS Center for Building Technology, Insti- 
tute for Applied Technology. 


*See NBS-BSS 70, Windows and People, June 1975. See 
also DIMENSIONS/NBS August 1975 for a discussion of 
Collins study. 
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volves work in a number of disciplines: architecture, 
economics, psychology, and mechanical engineer- 
ing. Individual projects have included an analysis 
of how windows can affect energy use through 
thermal performance and illumination, an assess- 
ment of the cost-effectiveness of windows over a 
25-year period (called life-cycle costing), and a de- 
termination of design strategies for energy con- 
servation. 

In one study, Collins and mechanical engineer 
Tamami Kusuda collaborated to calculate some of 
the energy requirements associated with three dif- 
ferent modes of window design and management *** 
Kusuda developed a computer model incorporating 
these strategies, and the researchers applied the 
model to a hypothetical room in a building in 
Washington, D.C. 

First, a window was treated as a bare piece of 
glass. Second, window management was added in 
the form of thermal shutters on winter nights and 
venetian blinds on summer days. Third, calculations 
were made of the effects of substituting daylight for 
electric lighting whenever practical. 

For each mode, the researchers compared the 
thermal effects of a number of window areas with 
those of a solid wall. Further, windows were studied 
in four orientations—north, south, east, and west. 
In each orientation, calculations were made for 
one, two, and three layers of glass (single, double, 
and triple glazing). 

turn page 


**The National Bureau of Standards,the Energy Research & 
Development Administration (now the Department of 
Energy), and the Department of Housing and Urban De- 
velopment have provided funding for this project. 


=** heir report, BSS 109, Simplified Analysis of Thermal and 
Lighting Characteristics of Windows, is in press. 
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MAKING THE MOST OF WINDOWS 
continued Use Windows Wisely 


® Place trees, shrubs, or a fence oppo- 
site a window. They slow down the wind 
that comes into contact with the window. 
The result can be reduced air infiltration 
through cracks, reduced cooling of the 
window glass, and partial protection from 
the summer sun (particularly with west- 
facing windows). 

® Use interior accessories such as vene- 


Based on the model, the use of double glazing tian blinds, draperies, shades, or shutters 
cut the average seasonal heating requirement in to best advantage. Closing these acces- — 
half. The computer calculations also showed that sories when the window is sunlit in sum- 
placing a window in a room with a southern ex- mer reflects much of the sunlight back out 
posure and double glazing it made that room al- the window before it can overheat the 
most as energy-efficient as one with solid walls. room. Opening them on sunny winter 
When the researchers substituted daylighting for days allows the sunshine to help to heat 
electric lights, calculations showed that certain win- the room. Closing them at night during” 
dow areas made the room more energy-efficient the winter can create a partial insulating — 
than the same environment without a window. air pocket, reducing heat loss and i ee 

In conducting a related study, economists Rosalie ing comfort near windows. 

Ruegg and Robert Chapman incorporated the re- * Consider exterior devices. Awnings 
sults of Kusuda’s computer model into a model of installed in the summertime, for example, — 
their own, one developed for the purpose of con- block sunlight outside the window where 
ducting life-cycle costing analyses. Their model any heat build-up can be dissipated to the 
takes into account the present and future costs of outside air before it ever enters the room. - 
energy over a 25-year period and the costs of ac- They also reduce glare and provide pro- 
quiring, maintaining, and repairing a window over tection from rain. 

the 25-year “life cycle.” ® Weatherstrip around windows. This 

Ruegg and Chapman used the model to deter- reduces the infiltration of outside air, 
mine the cost-effectiveness for new buildings of eliminates uncomfortable drafts, and im- 
alternative window designs, sizes, accessories, and proves sound insulation. 
orientations. They analyzed residences and com- * Turn off electric lights whenever day- 
mercial buildings located in nine U.S. cities repre- light can provide sufficient illumination. 
sentative of five major heating zones and four major © Before building a house, consider the 
cooling zones in the United States. effects of window orientation. South-fac- 

Rornaxdimunn reduc Their study adds a new dimension to the work per. ing windows can take advantage of the 
tion in cost and energy formed by Kusuda and Collins. By taking a life-cycle winter sun to reduce heating require- 
use, daylight should be approach and including costs other than energy, the ments. In cold climates, minimize north- 
used to supplement or economists were able to determine which energy- facing window ee: : 
replace electric conserving designs and accessories are the most a Add oe windows,* particularly with 
lighting. cost-effective to incorporate when a building is triple-track kind, which can be used both ; 
being constructed. during heating and air conditioning pe- 

For example, double glazing will usually result in riods and can be opened for natural venti- 
reduced energy consumption. But under certain cir- lation at other times. A recent NBS study 
cumstances the reduction will not be enough to showed that they can save up to 20 per- 
recover the cost of the double glazing, even with cent or more energy during the winter. 
escalating fuel prices over time.* In the Washington, They should be properly installed and fit 
D.C., area, however, Ruegg and Chapman found tightly for maximum benefit. To assure a 
that it was generally cheaper to have a window tight fit, permanent storm windows 
double glazed or managed (equipped with energy- should be sealed to the outer window 
saving accessories such as venetian blinds) than to frame with caulking compound or other 
have it single glazed and bare. sealing material. Storm window frames 

The life-cycle cost analysis reinforced one of the should have a tiny opening at the bottom 
central findings of the Collins-Kusuda study: the to allow water vapor to escape. 


economists found that when daylight was used to 
supplement or replace electric lighting, it was 
cheaper to have a window, even a large one, than 


*This recommendation is based on an NBS 


*With buildings already in existence, which were not de- study of methods of conserving energy in an 
signed to optimize window performance, the addition of older home. The results of that research will be 
double glazing in the form of storm windows is highly discussed in the next issue of DIMENSION/NBS. 


energy efficient and cost effective. 


DIMENSIONS / NBS 


to have a windowless room. (Windows ranging in 
size from small to medium were the most cost- 
effective.) However, if a window—no matter how 
small—was not used for daylighting, it raised the 
life-cycle cost of a building, according to Ruegg and 
Chapman’s Washington, D.C., case study. 

Based on that study, the economists say that the 
extra energy costs—incurred when daylight is not 
used for illumination—can be greatly reduced by 
combining the following three practices: using small 
windows, placing them on a south wall, and equip- 
ping them with shading and insulating accessories 
such as thermal shutters or using double glazing. 

If east- or west-facing windows are used, money 
can still be saved with either double glazing or ac- 
cessories. It is especially important for large win- 
dows in any of those three orientations to double 
glaze or use accessories. With a window of any 
size facing north, it pays to exercise both options: 
insulating accessories and double glazing. 

Still other opportunities exist for improving the 
performance of windows, and architects S. Robert 
Hastings and Richard Crenshaw have explored the 
numerous design options that are available. Their 
findings, which were used in part in the computer 
modeling studies, are discussed in a report called 
Window Design Strategies to Conserve Energy.* 
Hastings and Crenshaw explain the options—from 
sunscreens to landscaping—and how they work to 
improve window performance. 

For example, shrubs near a window can reduce 
the force of the wind before it reaches the window. 
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This decreases air leakage through joints and re- 
duces the cooling effect of the wind against the 
glass. Deciduous trees can also improve the energy 
efficiency of a window. In winter, their bare 
branches allow sunlight to penetrate through to the 
glass; yet their leaves block unwanted sunlight in 
the summer. 

Awnings are often put up outside a window in 
the summertime to provide shade and still allow a 
breeze to circulate. Devices outside the window are 
the most effective in regulating unwanted summer 
sun. Included are sun screens, roll blinds, architec- 
tural projections, and shutters. 

Hastings and Crenshaw also discuss how various 
internal accessories can permit energy flow through 
windows to be managed. Venetian blinds can re- 
flect summer sun to the outside or direct daylight to 
the ceiling for deeper light penetration. Thermal 
shutters can be closed at night to reduce heat loss 
in winter, 

The real worth of a window, like beauty, may be 
in the eye of the beholder. But the research efforts 
at the National Bureau of Standards are aimed at 
maximizing window performance through consid- 
erations such as energy efficiency, life-cycle costs, 
and psychological needs. 0 


*NBS-BSS 104, available from the Superintendent of Docu- 
ments, U.S. Government Printing Office for $3.75. Order 
by stock number 003-003-01794. 


Discussing a report are 
window project members 
(clockwise from left) 
Belinda Collins, Robert 
Chapman, Tamami Kusuda, 
Robert Hastings, and 
Rosalie Ruegg. 
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RESIDENT Carter’s Environmental Message of 
1977 directed the Council on Environmental 
Quality to establish an Interagency Task Force 
to review present environmental monitoring and 
data programs and to recommend improvements to 
them. Baseline monitoring is especially important 
so that environmental changes posing hazards to 
health and welfare can be discovered as they begin. 

To be able to detect these changes early requires 
establishing a national reference baseline network 
for selected pollutants which are indicators of en- 
vironmental quality in air, water, soil, and bio- 
logical specimens. In addition, baseline data also 
serve to indicate and project trends in environ- 
mental quality—a measure of the effectiveness of 
our efforts to reduce pollution. 

Recognizing that there are major deficiencies in 
all existing environmental monitoring programs, the 
Subcommittee on the Environment and the Atmos- 
phere of the House Committee on Science and 
Technology recently held hearings to investigate the 
feasibility and practicality of developing and im- 
plementing a prototype monitoring system. This 
might eventually be expanded into a comprehensive 
national or international program. NBS was asked by 
the subcommittee to explain how one can insure 
that measurements made in a national environ- 
mental monitoring system are intercomparable. The 
following article is the Bureau’s response. 


by J. Paul Gali 


HE need for man to know the current status 
and possible future condition of the environ- 
ment is of unquestioned importance. In addi- 
tion, to be able to predict with high probability how 
man’s activities, both present and future, will im- 
pact on our environment is equally critical. We can 
only acquire this knowledge through the process 
of environmental monitoring, a process involving 
the systematic measurement of environmentally im- 
portant parameters, such as the ozone concentration 
or levels of sulfur dioxide in the atmosphere. 
Although measurements are central to this proc- 
ess, to date, some environmental monitoring sys- 
tem have not taken full advantage of procedures 
available to insure reliability in advanced measure- 
ment systems. Reliability in measurement is impor- 
tant to insure that environmental data can be com- 
pared on a common basis over long periods of 


Cali is head of the NBS Office of Standard Reference 
Materials. 
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time, that data gathered in different places are 
comparable, and that sufficient sensitivity can be 
built into the system to show small but, possibly, 
significant changes, for example, to indicate carbon 
dioxide build-up or depletion. 


Measurement and Measurement Capability 


By measurement, | mean that process whereby 
a number, on some agreed upon scale, is deter- 
mined to indicate the magnitude or degree present 
of a specific property of a material being evaluated. 

Man measures the properties of materials for 
many diverse purposes: the testing of a scientific 
theory; the assurance of a uniform or sufficient 
quality of a manufactured product; the regulation 
of environmental quality, and many others. Indeed, 
measurement lies at the heart of all technologically 
based societies. A key point is that measurements 
are rarely made in isolation; at least two parties 
are usually involved. In the three examples just 
cited the two parties are: the theoretician and ex- 
perimentalist; the quality control manager and the 
production engineer; the regulator and those regu- 
lated. Thus, measurement is basically a means of 
communication for some useful end purpose. 

If this communication is to be effective, the 
measurements must be made in a consistent and 
reliable way so that they are compatible. A measure- 
ment system is said to be compatible when two or 
more measurements made independently on an 
identical, stable material produce measurement 
values that agree within some predetermined and 
agreed on limits of uncertainty. These limits of 
uncertainty are inherent in the nature of our 
physical world and, though controllable to a de- 
gree, cannot be entirely elim’nated. The limits to 
the uncertainty must take into account the purposes 
for which the measurements are being made. For 
example, measuring properties to an accuracy 
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emissions. 


greater than needed for the end purpose is both 
unnecessarily expensive and often technically frus- 
trating. 

Compatible measurement networks on a national 
scale do exist today. Many different modes are used 
to achieve compatibility, for example, the accurate 
dissemination of time to commercial users and the 
general public. Time measurements are made by 
the U.S. Naval Observatory and the National Bureau 
of Standards. The integration of these measurements 
is then made with those in foreign countries. Finally, 
these time signals are provided to these users by the 
NBS radio station, WWV, in Boulder, Colorado. 
Thus, compatibility of time measurements is assured 
because all users accept and use this network as 
their reference point. Similarly, the measurement of 
mass for buyer-seller transactions is hardly ever 
called into question, because weights traceable 
through NBS to the world’s primary standard are 
readily available to calibrate or verify our commer- 
cial scales, thus assuring compatibility over both 
time and geographical location. 

The achievement of compatible measurements 
for the property called chemical composition, the 
property of prime importance in most environ- 
mental monitoring considerations, is not as straight- 
forward as those for time and mass. Why? Because 
there is no one single device or mechanism whereby 
measurement compatibility for the property, chemi- 
cal composition, can be assured. 

To understand how compatibility may be achieved 
for measurements involving chemical composition, 
we first need to discuss a concept called accurate 
measurement. Every property of a specific, homo- 
geneous, stable material has a number on some 
scale that is its actual value. This value is often 
called the ‘true value.” It is, at least intuitively, 
evident that at one point in time there must be 

turn page 


NBS Standard Reference Materials 
are used to calibrate equipment 
involved in measuring automotive 


There is too much 
“trust’ in the 
instrumentation used 
to gather data. 


TOWARD A 
NATIONAL 
ENVIRONMENTAL 
MONITORING 
SYSTEM 
MEASUREMENT 
IS A KEY 
continued 


Among the Standard Reference Materials that NBS offers for environmental 
research is Trace Elements in Spinach, shown here. The standard is used to 
calibrate instruments that test for toxic substances present in minute quantities 
in the Food and Drug Administration’s sample “market basket’ survey 

of fruits and vegetables. 


only one unique “true value” of the property for 
this material. Thus, if one can design the measure- 
ment network so that each measurement station 
always obtains the “true value,” then, because there 
can be only one “‘true value,” all laboratories within 
such a network must obtain identical results. This 
is, of course, Our meaning of measurement com- 
patibility. 

Accurate measurement systems are designed so 
that ‘‘true values’’ are obtained. An accurate meas- 
urement is one both precise and free of systematic 
errors. Systematic errors are those errors that make 
the measurement deviate from the “true value” no 
matter how precise, (i.e., reproducible). Because 
systematic errors mislead judgment, they must be 
eliminated or corrected. Precision is a measure of 
how well measurements can be reproduced, i.e., 
how well the same measurement value can be ob- 
tained when the measurements are repeated. With- 
out high precision the finding and elimination of 
systematic errors is difficult—often impossible. 


An Approach To Accurate Measurement 


The development of an accurate measurement 
system may proceed from first principles, but this 
is a long, slow, costly process. For a nationwide 
system of the type required for environmental 
monitoring, the need for a procedure to bypass this 
approach is self-evident. Fortunately, such an ap- 
proach is feasible and does already exist in many 
fields. 

Three ingredients are necessary for proper func- 
tioning of this system: an agreed-on system of 
measurement units, so that all measurements are 
reported on the same scale; a well-characterized 
material whose properties have been accurately 
assessed, to allow calibration of measuring instru- 
ments or the testing of measurement methods; and 
a reference method of demonstrated accuracy, in 
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order to assure that no sources of systematic error 
are introduced in the measurement process. 

These three ingredients will provide reliable 
environmental data. In addition, mechanisms to 
assure the long-term integrity of the measurement 
process must be incorporated into such a system. 
Not only will data be comparable on a short-term, 
local basis, but also data so gathered will be com- 
patible over long time spans and over long dis- 
tances. 

A sufficient supply of these three ingredients is 
now available, so that a prototype monitoring sys- 
tem utilizing this approach can be demonstrated. 
First, there is general agreement on measurement 
units, which basically are reported in the SI (or 
more popularly, metric) system of units. Second, a 
wide-range of well-characterized reference materials 
is becoming available. NBS alone has developed 
more than 80 Standard Reference Materials (SRM) 
for use in environmental analysis. Because 
the chemical composition of these SRM’s is known 
with high accuracy, they can be used to calibrate or 
check instrument performance. Many other refer- 
ence materials are in the research stages. Reference 
samples are also available from the U.S. Environ- 
mental Protection Agency, and, under special cir- 
cumstances, from the U.S. Geological Survey. Third, 
a wide variety of tested and reliable methods of 
measurements is also becoming available for use. 
Many of these methods have been developed by 
EPA and standards bodies such as the American 
Society for Testing and Materials. 

There are, of course, many gaps yet to be filled, 
for both reference materials and reference methods. 
For example, reference materials and methods for 
trace organic constituent analysis are still lacking. 
Nevertheless, sufficient reference materials of the 
highest quality and well-tested reference methods 
exist for many environmental constituents, so that 
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Albert E. Ledford is shown 
with a new NBS-developed 
instrument used to 
measure very small 
amounts of ozone, a 
serious air pollutant at 
ground level. The 
instrument is the only one 
of its kind in the United 
States, and scientists from 


a prototype national environmental monitoring net- 
work based on accurate measurement principles 
could be demonstrated today. 

Such a demonstration, taking into account all the 
factors mentioned, has not yet been accomplished 
on a national scale. There are several reasons for 
this state of affairs: 

® There is a tacit assumption that each and every 
scientist involved has had formal training in and 
understands measurement principles. Unfortunately, 
this is not the case today. Measurement science as 
such is not taught as a subject in its own right in 
today’s college curricula. Further, it is assumed that 
measurement scientists and, in particular, measure- 
ment technicians, are well-versed in the techniques 
of accurate measurement. This, too, is a false as- 
sumption. Many scientists today can perform com- 
plex calculations and discuss complex theory, but 
have not been trained in techniques for calibrating 
their basic measurement tools: balances, volumetric 
glassware, burets, etc. 

®@ The designers and managers of many environ- 
mental measurement networks are not trained as 
analytical chemists, but rather as systems engineers, 
data processors and analysts, physicians, etc. Yet in 
most environmental networks, the property to be 
measured is that of chemical composition, requir- 
ing the involvement of the analytical chemist at 
every stage of planning and implementation. 

© There is a misplaced emphasis on data gather- 
ing, data reduction, and data analysis without the 
sufficient awareness that unless the measurement 
values are accurate (and thus reliable) the computer 
adage “garbage in, garbage out,” is likely to be only 
too true. 

® There is too much “trust” in the instrumenta- 
tion used to gather the data, i.e., to make the meas- 
urements. Many instruments used today in environ- 
mental monitoring are highly sophisticated and 
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around the country have 
used it to calibrate their 
ozone measuring 
instruments. 


automated. This may give a false sense of security 
to the analyst, lulling him into believing that ex- 
pensive and elaborate equipment must produce 
reliable data. Although such systems may often pro- 
duce highly reproducible results, they do not neces- 
sarily produce accurate results. Moreover, the high 
precision often gives an illusion of high accuracy. 

A number of steps should be considered in over- 
coming these obstacles. First, the question of 
accurate measurement must be explicitly addressed 
in the design of a prototype environmental moni- 
toring system. Each and every measurement datum 
should be accompanied by a statement of its un- 
certainty. Limits of uncertainty include estimates 
both of bias and measured precision. In addition, 
formal training sessions involving managers and 
participants should be instituted before the actual 
work is undertaken. This training should include: 
the concept of measurement compatibility, how it 
is achieved, concepts of accuracy and precision, 
systematic error identification and analysis, etc.; 
the development and use of training manuals and 
laboratory experiments; discussions and instructions 
on data gathering, reduction and reporting of data. 

After training, a program should be established to 
assure, through routine testing of the laboratory, 
that individual laboratory performance of each par- 
ticipant achieves some minimum quality level. Lastly, 
the tools required for accurate measurement must 
be provided, including agreed upon units of meas- 
urement, well-characterized reference material, ref- 
erence methods of demonstrated accuracy. 

If these recommendations can be implemented, 
then the chances for a successful demonstration of 
a prototype monitoring system for the environment 
will be increased considerably. Further, a monitor- 
ing system based on the accurate measurement 
principle will provide a rational, consistent, and re- 
liable basis for regulation where this is required. LU 


A monitoring system 
based on the accurate 
measurement principle 
will provide a rational, 
consistent, and reliable 
basis for regulation. 


Radiation in the environment can be haz- 
ardous to your health. The Congress, recog- 
nizing the dangers of electronic product radia- 
tion, passed in 1968 Public Law 90-602, the 
Radiation Control for Health and Safety Act. 
This law directed the Secretary of Health, 
Education, and Welfare, in the establish- 
ment and execution of a program to meet 
e requirements of this Act, to “consult and 
intain liaison with the Secretary of Com- 
.. on (A) techniques, equipment, and 
s for testing and evaluating electronic 
diation, and (B) the development of 
standards . . . to control such 
issions.” This Act includes both 
n-ionizing radiation emissions, 
rograms in both areas to re- 
ds of the Secretary of HEW. 
ibes the NBS programs de- 
e needs for measurements 
Itraviolet radiation. 
ment, hazards from ultra- 
inate from many sources 
ic products specified in 


by Lucy Hagan 


IFE-SUPPORTING sunshine can threaten the 
very life it sustains if crops, animals, and 
people are overexposed to the sun’s ultra- 
violet rays. Similarly, ultraviolet (UV) radiation from 
artificial sources used in health care and industry 
carries the potential for harm as well as for benefit. 

To complicate matters, solar UV radiation may be 
increasing at the earth’s surface as a result of the 
depletion of the ozone layer in the atmosphere— 
the layer that normally absorbs most of these rays. 
One theory is that chemicals, primarily halo- 
carbons from aerosols and refrigerants, are causing 
this phenomenon. Of course, a natural variability in 
the spectral distribution of solar radiation may also 
affect the amount of ultraviolet radiation that strikes 
the earth’s surface. The simple fact is that until we 
can measure the amount of UV radiation in the 
environment with greater assurance of accuracy— 
whether in the clinical laboratory, the industrial 
workplace, or the outdoors—we will have to 
grapple with serious uncertainties. 

The National Bureau of Standards is responding 
to a national need by providing the ultraviolet 
radiation measurement standards required for en- 
vironmental safety and health. Major NBS programs 
are directed toward this purpose. 


SURF 


A major NBS facility, the Synchrotron Ultraviolet 
Radiation Facility (SURF) is dedicated solely for use 
as a source of ultraviolet radiation. The group at 
NBS led by R. P. Madden was the first to develop 
an electron synchrotron facility for study of ultra- 
violet radiation and its effects on matter. SURF now 
consists of a new electron storage ring with the 
associated beam lines and spectrometers. It op- 
erates at electron energies up to 250 MeV, electron 
currents over 20 mA and lifetimes as long as 6 h. 
The performance of the ring has exceeded all of 
its design specifications. A National Academy of 
Sciences report projects that the need for extreme- 
ultraviolet synchroton radiation facilities will in- 
crease within the next ten years to a minimum of 
480 users. In response, NBS has made its dedicated 
facility available to users in the general scientific 
community outside NBS. 

Synchrotron radiation is particularly suited for 
radiometry since it is a smooth continuum covering 


Dr. Hagan is scientific assistant to the director of the NBS 
Institute for Basic Standards. 
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a wide spectral range. The amount of radiation 
emitted at a given wavelength in a given direction 
may be calculated from classical electromagnetic 
theory. The radiation emitted by SURF is deter- 
mined by measuring the values of certain param- 
eters of the orbiting electrons in the storage ring. 
The number of orbiting electrons, their energy, and 
the radius of curvature of their orbit are determined 
experimentally. SURF is designed to allow these 
parameters to be determined quite accurately. The 
electron energy is calculated from the measured 
value of the magnetic field. The radius is deter- 
mined from the value of the radio frequency of the 
cavity. The orbiting current is determined from 
radiometry on the light emitted by SURF in a known 
bandwidth in the visible spectral region. 


Radiometric Calibrations 


SURF is a unique facility for radiometric calibra- 
tions in the extreme-ultraviolet spectral region. It 
has been used as an absolute irradiance source for 
calibrations of spectrometers and photometers. 
Measurements of the absolute irradiance in the ex- 
treme ultraviolet region can be determined to an 
accuracy of better than 5 percent in the wavelength 
range 4 nm to 400 nm. 

With SURF as a UV source, radiometric detector 
calibrations can be made from 5 nm to 60 nm with 
accuracies better than 10 percent. By using labora- 
tory UV sources, the NBS calibration range for far 
ultraviolet and ultraviolet transfer standard detec- 
tors extends up to 320 nm with accuracies of ap- 
proximately 10 percent, thus filling the gap between 
x-ray radiometry and visible-near ultraviolet radi- 
ometry. This capability enables radiometric meas- 
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urements to be made over an extremely wide 
spectral range by users studying the diagnostics of 
controlled thermonuclear reactor (CTR) type plas- 
mas, upper atmosphere and solar physics, and 
health and safety monitoring. 


Plasma Sources 


In the Plasma Spectroscopy Section, W. L. Wiese 
and his group have developed the NBS hydrogen 
arc. This is an independent primary standard of 
spectral radiance, since the hydrogen continuum 
emission coefficient is calculable to a very high 
accuracy. This dc high power hydrogen wall-stabil- 
ized arc may be used in the wavelength range 125 
to 360 nm (overlapping the range for use of the 
conventional tungsten strip lamp for radiometry) 
with estimated uncertainties of 5 to 10 percent 
depending upon wavelength. 

The radiation emitted by this dense plasma dis- 
charge is observed end-on. The hydrogen arc is 
operated at temperatures of about 20 000 K where 
the continuum emission coefficient reaches a broad 
and unique maximum, which is readily observed. 
The main emphasis of the plasma source radiometry 
program is to provide convenient portable UV trans- 
fer standards which can be readily applied by the 
user in his own laboratory. This requires the devel- 
opment of special transfer standards, since the 
hydrogen arc, because of its high power require- 
ments and complexity, is restricted to use in per- 
forming calibrations at the NBS laboratory. 

The researchers have thus developed and charac- 
terized several easily operable secondary standards. 
Initially, commercial deuterium lamps (Ds lamps) 
were developed and utilized and numerous lamps 
were calibrated against the hydrogen arc as second- 
ary or transfer standards for use in the wavelength 
range 165 nm to 350 nm. To extend the limited 
wavelength range and to eliminate aging effects of 
the deuterium lamps, the argon ‘‘mini-arc’’ has re- 
cently been developed. The mini-arc has an ex- 
tended wavelength range from 115 to 330 nm and 
does not exhibit aging effects, that is, changes in 
intensity emitted from the lamp as a result of pro- 
longed use. About a dozen argon mini-arc sources 
are now in use at other laboratories for UV radiance 
calibrations. 

To fulfill a need for a standard source of greater 
intensity, a higher powered argon arc, the “maxi- 
arc,””has been developed and tested. All of these 
transfer sources, the deuterium lamp, the mini- and 
maxi-arcs, are useful as standard sources of radiance 


or irradiance. They each provide a steady-state con- 
tinuum spectrum. 

The deuterium lamp is a small, low-powered (30 
watts), low-pressure, sealed arc lamp. The lamp is 
easy to use, although for radiance calibrations the 
alignment is critical. The lamps should be used only 
for brief periods as calibration sources, since the 
emitted level of radiation may change significantly 
over long use. From NBS, radiance calibrations are 
available for 165-350 nm with a 10 percent uncer- 
tainty, and at present, irradiance calibrations are 
available in the range 200-350 nm with a 6 percent 
uncertainty. 

The argon mini-arc is a well-stabilized arc dis- 
charge operated in argon at one atmosphere pres- 
sure with a continuous flow of gas through the arc. 
The emission from the arc is uniform over a solid 
angle, allowing calibrations with fairly large aper- 
ture beams. The sensitivity of the mini-arc radiance 
to changes in various operating conditions, includ- 
ing current, argon flow rate, and pressure, has been 
measured. 

The uncertainty in the spectral radiance of a 
calibrated arc is estimated to be 6 percent for 
wavelengths greater than 140 nm and 11 percent 
for wavelengths in the range 115 to 140 nm. Cali- 
brations of irradiance from the mini-arc over this 
wavelength range are in progress. Since it is an 
inhomogeneous source, the irradiance has a varia- 
tion with wavelength slightly different from the 
radiance. 

To provide a more intense source for radiance 
and irradiance calibrations a higher powered argon 
arc, the maxi-arc, has recently been developed. A 
prototype has been operated at 7 kW. At this 
power, the irradiance is about 18 times that pro- 
vided by the mini-arc. The spectrum of the maxi- 
arc and its wavelength range are similar to those 
of the mini-arc. 


Tungsten Strip Lamps 


Calibrated tungsten strip lamps were developed 
by NBS to meet the requirements of the U.S. space 
program for more accurate and convenient source- 
based radiometry. These lamps, used as radiance 
standards from 250 nm to 2.6 “m, were introduced 
in 1960 with uncertainties of 8 percent to 3 percent 
over this wavelength range. In 1963 coiled tungsten 
filament lamps calibrated for radiant power in the 
same wavelength range were introduced as irradi- 
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Dr. Edward B. Saloman is shown at the SURF 
calibration facility. Radiation from the SURF 
storage ring is used to calibrate radiometric 
detectors which are placed in the vacuum 
chamber (foreground). Calibration can be 
made from 5 nm to 60 nm with accuracies 
better than 10 percent. 
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Current and projected NBS standard source and 
detector capabilities. The dashed lines indicate 
near term projections. 


Physicist James H. Walker is shown calibrating 
the 20-watt special fluorescent lamp (right) to be 
used for the UV-B spectral region (280 to 320 
nm). The skin is extremely sensitive to 
ultraviolet radiation in this spectral region. The 
lamp on the left is the tungsten-filament quartz- 
halogen lamp which is being used as the 
reference irradiance standard. 


13 


ULTRAVIOLET RADIATION STANDARDS FOR 
HEALTH SAFETY continued 


Significant improve- 
ment in laboratory UV 
measurements requires 
more accurate and 
stable spectral 
irradiance standards. 


14 


ance standards with similar uncertainties. During the 
past ten years, Dr. H. J. Kostkowski and his Optical 
Radiation group have improved the accuracy of 
these standards to about one percent in the visible 
and infrared and about two percent in the UV wave- 
length regions. The calibrated tungsten ribbon fila- 
ment lamp sources are currently available as spec- 
tral radiance standards in the range 225 nm to 2400 
nm. The coiled tungsten filament lamp, called the 
quartz-halogen lamp because a quartz envelope 
contains a halogen gas filler around the filament, is 
operated at 1000 watts to obtain maximum intensity 
and is calibrated in the 250-to 1600-nm range as a 
spectral irradiance standard. 

Typical spectral irradiances of the available cali- 
brated sources in the UV-B region (280 to 320 nm), 
where the skin is most sensitive to ultraviolet radia- 
tion, are summarized in table 1 and compared to 
the terrestrial solar irradiance. 

To meet the growing need for standardization in 
the UV-B spectral region, the Optical Radiation 
group will soon make available a 20-watt special 
fluorescent lamp calibrated for spectral irradiance. 
These new lamps will be mechanically interchange- 
able with the presently available tungsten-filament, 
quartz-halogen spectral irradiance standards which 
are usually recommended in this spectral region. 
They will provide a useful and convenient diagnos- 
tic tool for assessing the performance of spectro- 
radiometers, used in the UV-B spectral region. It is 
expected that the uncertainty in the relative spec- 
trum will be 2 to 3 percent and the absolute uncer- 
tainty 5 to 6 percent. 

The major factors that influence the uncertainty 
of UV spectral measurements are the measuring 
instrument, the standard, the measurement tech- 
nique, the character of the radiation and the condi- 
tions under which the measurements are made. H. 
J. Kostkowski recently completed a detailed analysis 
of these uncertainties. He concluded that the best 
spectral irradiance measurements that can be made 
today between 250 and 350 nm have uncertainties 
ranging from about 3 percent for highly controlled 
laboratory measurements of a simple character to 
about 25 percent for measurements of very complex 
radiation under favorable field conditions. When 
state-of-the-art techniques are not used, the uncer- 
tainties are even larger. 


Spectroradiometers 


During the past year, NBS scientists investigated 
and characterized several of the currently available 
spectroradiometers that are most suitable for UV 


measurements. The conclusions of this study, re- 
ported in the April 1977 issue of NBS Optical Radia- 
tion News, are summarized below. 

Currently, the easiest and only practical way to 
calibrate a spectroradiometer is by using a standard 
source. In the wavelength region from 250 nm to 
350 nm, the most accurate standard source for 
spectral irradiance, and the one usually recom- 
mended, is the 1000-watt tungsten-filament, quartz- 
halogen lamp. Those issued by NBS have an uncer- 
tainty ranging from 2.6 percent at 250 nm to 1.7 
percent at 350 nm. The imprecision of calibrating 
the best spectroradiometers in this wavelength re- 
gion with such a tungsten standard is only a few 
tenths of a percent (standard deviation of a single 
measurement) for time constants of 10 seconds or 
more. Thus, the state-of-the-art uncertainty of spec- 
tral irradiance measurements in this UV region is 
about 3 percent when neither the character of the 
radiation nor the conditions of measurement con- 
tribute significantly to the uncertainty. 

A specific case of great interest is the spectral 
irradiance of the sun at the surface of the earth 
and at a wavelength of 300 nm. The major addi- 
tional uncertainty in determining this solar terres- 
trial spectral irradiance results from the fact that it 
changes very rapidly with wavelength. At 300 nm, 
the rate of change is about 5 percent per 0.1 nm. 
As a result, the best laboratory spectroradiometer 
would have an additional uncertainty of at least 
3 percent due to this factor. Also, this extreme 
spectral character results in an additional uncer- 
tainty of about 5 percent due to the lack of temp- 
erature control typical in a field measurement. 

Adding all of the uncertainties to the uncertainty 
of the standard itself and the imprecision of the 
measurements results in a total estimated uncer- 
tainty for a terrestrial solar spectral irradiance de- 
termination at 300 nm of 16 percent when using 
a large laboratory spectroradiometer and 23 per- 
cent when using a portable field instrument. The 
greatest need for reducing the uncertainty of these 
solar measurements is a spectroradiometer with 
greater wavelength accuracy and temperature inde- 
pendence. 


Better Standards 


Significant improvement in laboratory UV meas- 
urement, or further improvement in field measure- 
ments such as that of the sun, requires more accu- 
rate and stable spectral irradiance standards. A factor 
of three improvement in these standards is consid- 
ered attainable and NBS is planning a program with 


DIMENSIONS / NBS 


Table 1. Typical Spectral Irradiances 
(in » Wem~nm-) 


320 


280 300 
nm nm nm. 
_ Argon Mini-Arc 0.52 0.59 0.65 
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this as a goal. If this goal is realized, uncertainties 
for both laboratory and field measurements, assum- 
ing adequate spectroradiometers are developed, 
would typically be a few percent. 

Finally, to approach a 1-percent uncertainty in 
the 250-nm to 350-nm region for which applications 
are beginning to arise, measurement techniques 
would have to be developed to reduce the various 
remaining uncertainties associated with the com- 
plex character of the radiation. 

Techniques required to achieve state-of-the-art 
accuracy will be presented in detail in the NBS 
Self-Study Manual on Optical Radiation Measure- 
ments. In particular, a special chapter devoted to 
UV measurements is planned for later this year. The 
first chapters of the Manual, now available as NBS 
Technical Notes 910-1 and 3, discuss concepts of 
radiation measurements. 


Pyroelectric Radiometer 


In the Radiometric Physics Group, Jon Geist and 
colleagues from NBS Boulder and from Laser Preci- 
sion Corporation have developed an electrically 
calibrated pyroelectric radiometer. This detector 
represents a new concept in measuring optical 
power and may be used to measure the optical 
power in a wide variety of sources, including the 
power in a laser beam. The electrical self-calibration 
makes many radiometric measurements faster and 
more reliable. Unfortunately, it is not sensitive 
enough to detect UV radiation from many sources 
and cannot be used at spectral wavelengths below 
160 nm because of the production of secondary 
electrons at the receiver. 

This is a radiometer which is based upon a pyro- 
electric detector and waveform-independent syn- 
chronous amplification. The receiver-heater is alter- 
nately exposed to the radiation field and to a 
calibrating electric current. A phase demodulator 
is used to provide for null measurements. It has the 
most accurately known spectral response, better 
than 0.5 percent, and has fast response times. 

Recent advances in electro-optical technology, 
particularly the improvement of silicon cell char- 
acteristics and the profusion of cw UV and second 
harmonic laser lines, allow the radiation measure- 
ment accuracy of the electrically calibrated detec- 
tors to be transferred to the more convenient 
silicon photodiodes. 


Silicon Photodetectors 


The Radiometric Physics Section, headed by Dr. 
J. L. Tech, has constructed a computer-controlled, 
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laser-based characterization facility for use in mak- 
ing detailed studies of silicon photodetectors. The 
power in the laser beam is measured with the 
NBS electrically calibrated pyroelectric detector. 
Then the response to the laser radiation of the 
silicon detector is measured to study the degrada- 
tion in performance of some types of these detec- 
tors when exposed to UV radiation. Users of these 
detectors have found this degradation in detector 
response troublesome. 

Two effects have been found to contribute to the 
degradation. The first, which is common to ll 
silicon detectors measured, is a decrease in the 
uniformity of response across the surface of the 
cell as the wavelength of the irradiating beam is 
shifted to blue and near UV radiation. The second 
effect, which is present in many silicon detectors, 
is an enhancement of the detector response after 
a prolonged exposure to UV radiation. Both of 
these effects can introduce gross uncertainties in 
any calibration and seriously impair the utility of 
any instrument for UV measurement based on such 
a detector. 

The NBS group has found that by carefully con- 
trolling the surface preparation during formulation 
of silicon detectors, it is possible to make silicon 
photodiodes which do not exhibit enhanced respon- 
sivity after exposure to UV radiation. 

A system has been designed to transfer the NBS 
absolute radiant power base in the 250-to 1150-nm 
wavelength range. The silicon-detector-based radi- 
ometer and its accompanying test materials can be 
used to measure the absolute spectral response of 
detectors and to provide a diagnosis of some com- 
mon measurement problems.* 

turn page 


*The system is described in NBS Technical Note 950. 


Dr. Russell A. Schaefer 
adjusts the optical 
alignment of computer- 
controlled, laser-based 
characterization facility 
used to make detailed 
studies of silicon 
photodetectors. 
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shown assembling the 
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transfer standard for 
radiance in the 115 nm to 
330 nm range. 
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A series of high accuracy wavelength measure- 
ments have been completed for a number of im- 
portant filters extending down to the UV to 200 nm. 
Future plans include upgrading the calibrations of 
the present wavelength standards and offering them 
as Standard Reference Materials (SRM’s). 


Summary of Capabilities 


A summary of NBS current and projected stand- 
ard source and detector capabilities is shown in 
Figure 1. The dashed lines indicate ranges of cap- 
abilities expected to be accomplished in the near 
future. For more details consult ‘‘The National 
Measurement System for Far Ultraviolet Radio- 
metry” by Dr. W. R. Ott. * 

Standard sources include hollow cavities de- 
signed to closely approximate the ideal blackbody, 
which is defined as a surface which absorbs all inci- 
dent radiation and reflects none. The cavity source 
is designed in the form of an enclosure with a small 
hole which allows the radiation to be observed. The 
spectral radiance at this small hole is given by 
Planck’s law and is a function only of the tempera- 


*Ott, W. R., “The National Measurement System for Far 
Ultraviolet Radiometry,” NBSIR-75-941, 69 pages (June 


1977). Available for $4.50 from National Technical Informa- 
tion Service, 5285 Port Royal Rd., Springfield, VA 22151. 


ture of the enclosure. The advantage of this source 
is that with the measurement of one parameter, 
temperature, one has a standard with high accuracy 
covering a tremendous range of intensity and wave- 
length. Its limitation in the UV region is that the 
ultraviolet continuum is extremely weak and prac- 
tical applications are limited to wavelengths greater 
than 250 nm. 

Synchrotron radiation and radiation from the 
hydrogen arc source, the argon mini-arc and maxi- 
arc, the deuterium (D2) lamp, and tungsten lamps 
have been discussed. These primary and transfer 
standard sources emit ultraviolet radiation and are 
extremely useful in this spectral wavelength region. 
They are currently being utilized at NBS and at 
other places nationally and internationally. 


Standard Detectors 


Standard detectors include ion chambers which 
are detectors filled with a gas in which each photon 
absorbed produces an electron-ion pair. This phe- 
nomenon produces a current signal which is col- 
lected and measured. The most common use of a 
double ionization chamber as an absolute detector 
depends on an accurate measurement of the cur- 
rents to the two identical chambers. This absolute 
detector is used on the NBS synchrotron source, 
SURF, to calibrate transfer standard photodiode 
detectors. 

Other primary and transfer standard detectors 
shown in Figure 1—and the electrically calibrated 
pyroelectric radiometer and photodiodes, both with 
and without windows, that have been discussed— 
are also currently in general use throughout the 
world as detectors of ultraviolet radiation. 

NBS Acting Director Ernest Ambler, in his open- 
ing address to the Symposium on Ultraviolet Radia- 
tion for Public Safety and Environmental Protection, 
which appeared in the September issue of DIMEN- 
SIONS/NBS, stated that the ‘current NBS program 
in UV measurements and standards is comprehen- 
sive, covering the region from 4 nm to 400 nm 
using a variety of standard sources and detectors.” 

The NBS programs described here provide ultra- 
violet radiation measurement methodologies and 
standards to meet the most urgent requirements of 
industry, the medical community, and the general 
public. Dr. Ambler described the hazards in our 
environment caused by increased exposure to ultra- 
violet radiation and pointed out that there is now 
a critical need for expanding and improving the 
nation’s UV measurement base. 
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ON LIN! WITH INDUSTRY 


RADIOPHARMACEUTICALS 


by David Chaffee 


The term radiopharmaceutical may not 
be as familiar to people as the words 
polio vaccine or mercurochrome, but that 
may well change in the coming years. 
Radiopharmaceuticals are now a $100 
million a year industry and they play an 
important role in the way modern medi- 
cine is developing. 

A radiopharmaceutical is simply a 
radioactive substance given to a patient 
to aid in the diagnosis or treatment of 
disease. Two examples of radionuclides 
used in radiopharmaceuticals are tech- 
netium-99m (used for a number of imag- 
ing studies, including brain, lung, thyroid, 
bone, kidney and liver) and iodine-131 
(used for a number of purposes, including 
the diagnosis and treatment of thyroid- 
related disease, localization of brain 
tumors, and liver studies.) 

Recognizing the industry’s responsibil- 
ity for safe and conscientious handling of 
these products, The Atomic Industrial 
Forum (AIF) sought the cooperation of the 
National Bureau of Standards in develop- 
ing a plan to provide the unbiased meas- 
urement technology necessary for quality 
assurance. This plan was implemented in 
late 1974 by establishment of an AIF- 
sponsored Research Associate Program* 
at the Bureau, with Dr. Ronald Colle 
serving as the first Research Associate. 

Through this cooperative program, AIF 
and NBS work together to provide maxi- 
mum confidence in the accuracy of the 
critical radioactivity measurements in- 
volved. As stated in the Memorandum of 


Chaffee is a DIMENSIONS staff writer. 


*The Research Associate Program has brought 
researchers from all areas of industry to NBS 
labs for over 50 years to work on projects of 
mutual interest—for mutual benefit. For infor- 
mation, contact P. R. de Bruyn, Industrial Liaison 
Officer, Room A402, Administration Building, 
National Bureau of Standards, Washington, D.C. 
20234. Phone: (301) 921-3591. 
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Agreement between the two groups, ‘The 
objectives of this program are to provide 
Standard Reference Materials and develop 
techniques for their application to radio- 
activity measurement assurance in the 
radiopharmaceutical industry.” The pres- 
ent Research Associate, Daniel Golas, re- 
placed Dr. Colle in November of 1976. 
He is one of some 90 Research Associates 
who work at NBS in a given year. 

“This is the first research program in 
the world, so far as | know, dealing with 
the measurement of radiopharmaceuticals 
in this cooperative way,” says Peter de 
Bruyn, NBS Industrial Liaison Officer. He 
stresses the importance of measurement 
accuracy because of the serious problems 
that can arise if too great or too small an 
amount of radioactive material is given 
to a patient. 

Golas, aided by NBS scientists and 
facilities, measures the radioactivity con- 
centration of solution samples. Once 
accurately characterized, this solution be- 
comes a Standard Reference Material 
(SRM), duplicates of which then become 
available. They are sent as blind samples 
to the AIF participants (and as known 
samples to any one else wishing to pur- 
chase them). The AIF companies then 
make measurements on the SRM using 
their own equipment. Agreement be- 
tween these measurements and the cer- 
tified radioactivity concentration of the 
SRM is evidence of the effectiveness of 
the company’s own measurement proce- 
dure. If there are discrepancies, corrective 
actions are taken. 

The results of NBS findings and those 
of the participating companies are nor- 
mally within five percent of one another, 
according to Lucy Cavallo, a chemist in 
the NBS Radioactivity Section, who 
spends part of her time helping Golas. 
Occasionally, however, larger variations 
exist. If there is a substantial difference, 
it may be necessary for AIF and NBS 
officials to get together to identify the 
reason for the difference. 

The radionuclides used in SRM’s are 
the ones used in radiopharmaceuticals. 
Some of the more popular materials, such 


as iodine-131, molybdenum-99, and 
xenon-133, are included in SRM distribu- 
tions every year. 

“The trend in industry has been to go 
to radioactive materials with shorter and 
shorter half-lives,” says Golas. For exam- 
ple, iodine-123, with a 13-hour half life, 
is finding increasing use in the diagnosis 
and treatment of various illnesses. This 
contrasts with the eight-day half life of 
iodine-131 and 60-day half life of iodine 
-125 which were used more extensively in 
the past. 

Golas and Cavallo point out that the 
calibrations NBS makes are based on the 
requests they get from the radiopharma- 
ceutical manufacturers, evidence of the 
good working relationship that exists be- 
tween the two groups. “The Research 
Associate Program is a clear example of 
industry and the government working 
together for the common good,” says 
Calvin Brantley, Chairman of AIF’s Com- 
mittee on Radioisotopes Production and 
Distribution, and a representative of the 
New England Nuclear Corporation. This, 
coupled with strong statements of support 
from NBS officials, tends to be a good 
omen for the program’s future. 

“NBS is in an admirable position to do 
this work because we have both the 
personnel and facilities. There is no other 
independent third body that has both the 
facilities and the objectivity to do this, 
and that’s why our role is so important,” 
says Wilfrid Mann, NBS Supervisor of the 
program and Chief of the Radioactivity 
Section. As radiopharmaceuticals take on 
an ever-increasing role in modern medi- 
cine, the Research Associate Program as- 
Sumes even greater importance. And, as 
Mann says only half-jokingly, the program 
looks as though it will “continue for- 
ever.” 
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PHOTODETECTORS LOSE DYNAMIC 
RANGE WITH MODULATED SIGNALS 


Recent work in the NBS program in time- 
domain metrology of high-speed optical 
and electrical pulses has yielded results 
relevant to fields such as optical and 
digital communications, computers, radar, 
control systems, and lasers. 


Robert A. Lawton, Room 1-3056, 303/499- 
1000, ext. 3339; and Matt Young, Room 
1-2124M, 303/499-1000, ext. 3223, both 
of the Electromagnetics Division, Signal 
Waveform Metrology Section, Boulder, 
Colo. 


We have shown that the high-fre- 
quency response of photodetectors may 
saturate at optical irradiance levels (10 to 
1000 watts per square centimeter. W/cm’) 
well below those required to. produce 
direct current (dc) saturation. Further- 
more, a uniform dc responsivity over the 
face of the detector need not imply the 
same _ spatially uniform response to a 
modulated optical beam. Thus, the dc 
characteristics are not necessarily reliable 
indicators of a detector’s response to 
pulsed and modulated optical signals. 

The dc and radio-frequency (rf) com- 
ponents of current through silicon photo- 
detectors at each of several irradiance 
levels were measured simultaneously. 
From 10 W/cm? to 1000 W/cm? the dc 
current variation was a linear function of 
irradiance, but the rf current became 
nonlinear at 200 W/cm? and decreased 
above 300 W/cm’. Thus, above 200 
W/cm? the rf response of the detec- 
tor becomes progressively less faithful, 
and we have observed that the pulse-re- 
sponse time becomes longer. This de- 
graded performance would be unex- 
pected on the basis of dc response meas- 
urements alone. 

The dc and rf characteristics of the 
photodetectors were obtained with the 
amplitude-modulated beam from a he- 
lium-neon laser of wavelength 633 nano- 
meters. The laser’s 30-centimeter tube 
limits the number of lasing frequencies 
(modes) to two, with an infrequent third. 
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Figure 1—Experimental arrangement. The 
0.633-um light from a HeNe laser passes 

through the aperture and the filter before it 
is focused by the microscope objective 

onto the active area of the photodiode. The 
beam is introduced well off the axis of the 
objective to avoid reflections back into the laser 
cavity. The photodiode is housed in a 
microwave bias tee as shown. The rf output 

of the photodiode is observed with the 
spectrum analyzer; the dc output is measured 
as a voltage developed across the load 

resistor Ry. 
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Figure 2—Scans across a photodetector diameter (D ~ 0.5 mm).Uppermost curve, rf current; middle 
curve, direct current; lowest curve, frequency response at 600 MHz. Focused beam has diameter 
of 8 micrometers and average irradiance of 1000 W/cm’. The three scans are aligned with each other. 
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If the laser is unpolarized, a polarizing 
filter passes parallel components of the 
two modes to produce a beam mod- 
ulated at 600 megahertz (MHz), the inter- 
mode beat frequency. Polarized lasers 
(those with Brewster windows) show in- 
termode beats without a_ polarizer. 
Though the two modes may differ in 
power by as much as 50 percent, both the 
dc and rf photocurrents remain constant. 

In the course of our work, we devised 
a simple, single-measurement method for 
estimating a photodetector’s frequency 
response curve. We showed that the value 
of a detector’s frequency response at the 
intermode beat frequency is equal to the 
ratio of the rf to dc components of the 
photocurrent. We were also able to esti- 
mate the frequency response function be- 
cause we found that the impulse response 
was Often approximately a sharp rise fol- 
lowed by an exponential decay. 

To look for responsivity variations 
across the face of the photodetector, we 
placed the detector in a mount providing 
three-way movement (along x, y, and z 
axes). The rf and dc photocurrents and 
the frequency response (computed by an 
analog divider) were recorded as the de- 
tector moved through the laser focus. 
Scans along a detector diameter were 
made at several irradiance levels. The 
dc response was uniform over most 
of the detector surface and was linear 
with irradiance. At irradiances below 
about 200 W/cm’, the rf responsivity was 
also uniform over the detector surface, 
but saturated and became uneven above 
200 W/cm?. At high irradiance current 
the rf and frequency responses remained 
comparatively high only around the edge 
of the detector face. 

These NBS results indicate that re- 
searchers in high-speed optical and elec- 
tronic technology should exercise extreme 
caution when using photodetectors with 
modulated or pulsed laser beams. 
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AC HIGH VOLTAGE 
MEASUREMENTS ON FIRMER 
FOOTING 


A cooperative effort between the Na- 
tional Bureau of Standards and the 
National Research Council (NRC) in 
Canada confirms that ratios of voltages 
up to 200 kV at commercial 60 hertz 
power frequency and, hence, the voltages 
themselves can be measured to 

better than 10 ppm uncertainty at 
both laboratories. 


Richard S$. Davis, Electricity Division, 
B344 Metrology Building, 301/921-3121. 


The most accurate measurements of 
high voltage ratios are made with current 
comparator capacitance bridges in con- 
junction with stable standard capacitors. 
To calibrate the ratio of a high voltage 
metering transformer, for instance, one 
utilizes such instrumentation. The critical 

turn page 


Figure 1—Pressure dependence of test capacitor. 


Figure 2—E£xperimental set up at National Re- 
search Council (NRC), Canada. NBS capacitor 
is at right, NRC capacitor at left and high 
voltage transformer in background. 
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STAFF REPORTS continued 


characteristic of a high voltage standard 
capacitor is its voltage dependence; i.e., 
the capacitance variation with voltage, 
which must be accurately known (or, 
ideally, the capacitance should be voltage 
independent). Both NBS and NRC have 
developed standard capacitors that are 
believed to be independent of voltage 
up to several hundreds of kilovolts. In the 
past, the cumbersome nature of these 
capacitors has made direct intercompari- 
son unattractive. 

Recently, however, stable, commer- 
cially produced, SFe-insulated, com- 
pressed gas capacitors have become avail- 
able. These can be energized to 200 kV 
and transported with little difficulty. Rig- 
orous tests carried on at NBS of one such 
capacitor indicated that, under controlled 
conditions, it could serve as a high vol- 
tage transfer standard between NBS and 
NRC. 

A cooperative experiment was then car- 
ried out. The portable standard was 
measured against the NBS compressed 
gas standard using our current compar- 
ator bridge at voltages to 200 kV. The 
portable capacitor was then taken to NRC 
and analogous measurements made. 
Finally, the capacitor was returned to NBS 
where measurements confirmed that no 
damage had occurred during shipping. 
Both laboratories agreed on the voltage 
dependence of the transferred capacitor 
to within 10 ppm. 

While the portable capacitor was at 
NBS, the effect of SFg gas pressure on 
capacitance was studied. The experimental 
data clearly show the influence of non- 
ideal gas behavior in SFs—an indication 
of the precision of the NBS current com- 
parator bridge. 


AC VOLTMETER/CALIBRATOR 
DEVELOPED 


A portable rms digital voltmeter/voltage 
calibrator has been developed at the 
National Bureau of Standards to aid vi- 
bration testing of equipment purchased 
by private companies and the Depart- 
ment of Defense. It has a frequency 
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Figure 1—NBS-developed AC Voltmeter/Calibrator for supporting vibration measurements in the 
infrasonic frequency range. 


range of 0.1 Hz to 50 Hz with measure- 
ment and calibration accuracies of 
approximately 0.1 percent and 0.02 per- 
cent, respectively. The primary applica- 
tions of the instrument are measuring 
the outputs of vibration transducers 
and calibrating other voltmeters. 


Howard K. Schoenwetter, Electrical Instru- 
ments Division, B156, Metrology Building, 
301/921-2727. 


A high accuracy rms digital voltmeter 
(DVM) has been developed to support 
vibration measurements in the infrasonic 
frequency range where commercial volt- 
meters have poor accuracy, or do not 
function at all, and often have excessively 
long response times. Since the means for 
calibrating the voltmeter below 10 Hz did 
not exist, a voltage calibrator was also de- 
veloped and incorporated into the same 
instrument. 

The calibrator basically consists of a 
Kelvin-Varley divider fed by a reference 
voltage (either dc or sine wave, generated 
by a read-only-memory—digital-to-analog 
converter combination). A multijunction 
thermal converter was selected as the 
sensing device in the rms/dc converter 
of the DVM since its low ac/dc difference 
facilitates calibration of the ac calibrator. 
Filtering in the rms/dc converter and asso- 
ciated circuits was optimized to effect 
relatively short response times at the low- 
est frequencies. The rms DVM can meas- 
ure voltages from 2 mV to 10 V over the 
frequency range of 0.1 Hz to 50 Hz with 
accuracies of 0.1 percent to 0.2 percent of 


reading. The maximum response time oc- 
curs at 0.1 Hz and is 40 seconds (to within 
0.05 percent of input change). The cali- 
brator covers the same frequency range 
for voltages up to 7 VAC and has an ac- 
curacy of 0.02 percent + 0.4 pV. 

A primary application of the voltmeter 
is to measure the outputs of vibration 
transducers while they are being cali- 
brated and when they are used for vibra- 
tion testing. These transducers (acceler- 
ometer-amplifier systems) are used to 
determine the acceleration of vibration 
exciters, fixtures, and tables. Vibration 
testing is required to qualify equipment 
purchased by DoD and other government 
agencies, as well as by private companies. 

In addition to calibrating the com- 
panion DVM, an important application of 
the ac calibrator is to calibrate other volt- 
meters, effectively extending their meas- 
urement capability at very low frequen- 
cies. The calibrator can also be employed 
to make measurements with accuracies 
approaching its own accuracy, using the 
DVM as a transfer voltmeter. 

The AC Voltmeter/Calibrator has al- 
ready been used at the Metrology and 
Calibration Centers of Redstone Arsenal 
(Army) and Newark Air Force Base, as 
well as in the Vibration Section at NBS, to 
measure vibration transducer outputs and 
to calibrate other ac voltmeters. The other 
DoD Metrology Center at Pomona, CA 
(Navy) also plans to use the instrument. 
The unit will be used at these metrology 
centers until a commercial version of it 
becomes available. 
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Where can you find 
all the reference data 
you need? 


Right in the 
Journal of Physical 
and Chemical 

Reference Data! 


Now in its sixth year, this valuable publica- 
tion has proved that it fills the important 
gaps for you in the literature of the 
physical sciences. 


Published by the American Institute of 
Physics and the American Chemical 
Society for the National Bureau of 
Standards, this quarterly gives you quanti- 
tative numerical data, with recommended 
values and uncertainty limits chosen by 
experts in the field. 


Critical commentary on methods of 
measurement and sources of error, as well 
as full references to the original litera- 
ture, is an integral part of each of your 
four issues a year. 


Can you afford to be without this prime 
source of reliable data on physical and 
chemical properties? To start receiving 
your copies, just fill in the order form and 
drop into the mail. If you do use a pur- 
chase order, please attach the printed form 
as this will help us to expedite your order. 


Send for complete list of reprints! 


Journal of Physical and Chemical Reference Data 
American Chemical Society 
1155 Sixteenth Street,N.W., Washington, D.C. 20036 


Yes, | would like to receive the JOURNAL OF PHYSICAL AND CHEMICAL REFERENCE DATA at the one-year rate checked below: 


Name Members Nonmembers 
1 Home a a axe 
- U.S., Canada, $25.00 $90.00 
Street LU) Business Mexico 
City State Zip Other Countries (J $29.00 LC) $94.00 


Bill me Bill company or school LJ Payment enclosed C] Please Attach This Order Form To Purchase Order. 
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UPCOMING DIMENSIONAL 
STANDARD AIMED AT NEEDS OF 
MICROELECTRONICS INDUSTRY 


A recent test indicates that an upcoming 
NBS standard can bring needed agree- 
ment to measurements made of critical 
dimensions in microelectronics. 


Dennis A. Swyt, Mechanics Division, 
A123 Metrology Building, 301/921-2182. 


First results of a joint microelectronics 
industry-National Bureau of Standards test 
of a new NBS photomask linewidth stand- 
ard and its allied procedures have vividly 
demonstrated the existence of gross dif- 
ferences in measurement results by differ- 
ent companies using their regular non- 
NBS calibration standards and procedures. 
Measurements of the same critical dimen- 
sions (upon which integrated circuit 
reliability and rejection rates depend) 
within and among the three first-rate 
companies differed by nearly three times 
typical design tolerances (for example, 
differences of 0.7 wm for a 3-um line- 
width). 

The NBS response to this situation, in 
final stages of execution, is a program to 
develop a comprehensive scheme with all 
the essential elements of a proper meas- 
urement system. Industrial users are to be 
provided with a linewidth standard (cali- 
brated to = 0.05 wm) and measurement 
procedures for evaluating as well as cali- 
brating measuring instruments. 

Primary NBS calibrations are done on 
an electron microscope/laser interfero- 
meter system with secondary, transfer 
calibrations on a high-performance pho- 
tometric optical microscope. The entire 
scheme rests on extensive analysis of the 
physical phenomena, the measuring de- 
vices, and the nature of the measurement 
process 
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Figure 1—The NBS photomask linewidth 
standard, a glass substrate bearing a pattern 

of lines of deposited chromium, is similar to 
photomasks used in the manufacture of 
integrated circuit devices. The widths of certain 
lines on the standard, when measured by NBS, 
can be used in the industry to calibrate 
linewidth-measuring optical or electron 
microscopes. An early NBS prototype is shown 
here. 
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NEW SRM’S AID INDUSTRIAL 
HYGIENE ANALYSTS 


A new series of Standard Reference 
Materials developed by the National 
Bureau of Standards will facilitate more 
accurate monitoring of a worker's 
occupational exposure to a variety of 
organic solvents. The SRM’s will help 
industrial hygiene analysts protect 
thousands of workers who are employed 
in industries where exposure to indus- 
trial solvents is a daily and potentially 
hazardous occurrence. 

The following newly available Standard 
Reference Materials provide industrial hy- 
giene chemists with accurate means for 
calibrating equipment and methods that 


Figure 2—Among the 
elements on the new 
photomask linewidth standard 
are: opaque lines and clear 
spaces in calibrated widths 
from 1 to 10 micrometers 
(Rows A-D); pairs of lines 
with calibrated spacings 

(Row £); and groups of four 
with calibrated line-to-space 
ratios (Row F); the standard 

is designed to evaluate as 
well as calibrate linewidth- 
measuring systems. (See 

Solid State Technology, 

Jan. 1978). 
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are used to determine if workers have 
been unduly exposed to high atmospheric 
concentrations of organic solvents in the 
workplace: 

SRM 2661 Benzene on Charcoal 

SRM 2662 m-Xylene on Charcoal 

SRM 2663 p-Dioxane on Charcoal 

SRM 2664 1,2-Dichloroethane on Char- 
coal 

SRM 2665 Chloroform on Charcoal 

SRM 2666 Trichloroethylene on Char- 
coal 

SRM 2667 Carbon Tetrachloride on 
Charcoal 

The SRM’s are the latest in a series of 
materials developed in a program jointly 
sponsored by the National Institute of 
Occupational Safety and Health and NBS. 
The purpose of the program is to develop 
reference materials related to industrial 
hygiene analysis. Other SRM’s developed 
in the program are: 

SRM 2671 Freeze-Dried Urine Certified 
for Fluoride 

SRM 2672 Freeze-Dried Urine Certified 
for Mercury 

SRM 2675 Beryllium on Filter Media 

SRM 2676 Metals on Filter Media (lead, 
cadmium, zinc, and manganese) 

SRM 2679 Quartz on Filter Media 


The newly available series, SRM 2661- 
2667, consists of eight tubes, two each of 
four solvent concentrations. Each SRM 
costs $87 a unit. SRM’s previously issued 
in the Industrial Hygiene Series cost $82 
a unit. They may be ordered from the 
Office of Standard Reference Materials, 
Chemistry Building B311, National Bureau 
of Standards, Washington, D.C. 20234. 


RESEARCH MATERIAL NOW 
AVAILABLE FOR MARINE STUDIES 


A new research material for scientists, 
nutritionists, and environmentalists 


studying trace elements and hydrocarbons 


in marine biological tissues is now avail- 
from the National Bureau of Standards. 


The material, designated RM 50, Albacore 


Tuna, may be purchased from the 
Office of Standard Reference Materials, 


Chemistry Building, Room B311, National 


Bureau of Standards, Washington, D.C. 
20234. The price is $59 for two 35- 
gram cans. 

Research Material 50, Albacore Tuna, 
is freeze-dried tuna fish muscle in which 
the concentrations of a number of nutri- 
tionally and environmentally important 
substances have been determined. The 


material was developed by NBS scientists 
to help satisfy many of the analytical re- 
quirements for a base-line marine refer- 
ence material. The material will also be 
useful for scientists who are trying to 
evaluate analytical methods for measuring 
trace elements in fish and other marine 
samples. Tuna fish tissue was chosen be- 
cause it is widely available and is also 
used as a foodstuff. 

The elements which have been meas- 
ured are mercury, selenium, zinc, arsenic, 
lead, manganese, sodium, potassium, 
uranium, thorium, calcium, and_ stron- 
tium. In addition, nine hydrocarbon com- 
pounds have been identified. 

RM 50 is issued with a Report of Inves- 
tigation and, unlike an NBS Standard Ref- 
erence Material (SRM), the data reported 
are not certified. SRM’s are materials 
whose chemical compositions or partic- 
ular chemical or physical properties have 
been accurately determined and certified. 
SRM’‘s are issued with Certificates of Anal- 
ysis. In contrast, RM’s are accompanied 
by a Report of Investigation, the sole 
authority of which is the author of the 
report. An RM is intended primarily to 
further scientific or technical research on 
that particular material. 
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CON'ERIENCES 


PRECISION THERMOMETRY 
SEMINARS 


The National Bureau of Standards will 
sponsor three seminars: Platinum Re- 
sistance Thermometry; Liquid-in-Glass 
Thermometry; and Thermocouple Therm- 
ometry. The three seminars will be con- 
ducted sequentially. In general, the at- 
tendance at each seminar will be kept 
small in order to establish a close rapport 
with the attendees during the lecture and 
laboratory sessions. The material that will 
be presented will include the definition 
and-discussion of the International Prac- 
tical Temperature Scale of 1968, methods 
for realizing values of temperature on the 


scale, thermometers and instrumentation, 
and the treatment of calibration data. 
Time will be scheduled so that attendees 
will receive exposure to and participate 
in calibration measurements in the labor- 
atories. 

March 13 and 14 and September 11 and 
12, 1978, Platinum Resistance Thermome- 
try, Fee $100; March 15 and September 13, 
1978, Liquid-in-Glass Thermometry, Fee 
$30; March 16 and September 14, 1978, 
Thermocouple Thermometry, Fee $60; 
March 17 and September 15, 1978, Indi- 
vidual Laboratory and NBS Tour. 

For further information contact: Dr. J. 
F. Schooley, Chief, Temperature Section, 
A149 Physics Building, 301/921-2801. 


CONFERENCE CALENDAR 


1978 


March 13-14 

CONSTRUCTION SPECIFICATION CON- 
FERENCE; NBS, Gaithersburg, MD; spon- 
sored by NBS, the Construction Spe- 
cifications Institute, and the Guide Speci- 
fications Committee of the Federal 
Construction Council; contact: Roger 
Rensburger, A151 Technology Building, 
301/921-=31268% 


March 22-24 

28TH IEEE VEHICULAR TECHNOLOGY 
CONFERENCE; Denver, Colo; sponsored 
by NBS and IEEE; contact: John Shafer, 
NBS, Boulder, Colo., 303/499-1000, ext. 
31,85. 


April 3-4 
8TH ANNUAL CONFERENCE ON EMERG- 
ING PATTERNS IN AUTOMATIC IMAG- 


ERY “PATTERN RECOGNITION SNBS; 
Gaithersburg, MD; sponsored by NBS 
and Electronic Industries Association; 


contact: Russell Kirsch, A317 Administra- 
tion Building, 301/921-2337. 
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April 10-13 

TRACE ORGANIC ANALYSIS; -A NEW 
FRONTIER IN ANALYTICAL CHEMISTRY, 
NBS, Gaithersburg, MD; sponsored by 
NBS; contact: Harry S. Hertz, A105 Chem- 
istry Building, 301/921-2153. 


April 17-20 
ACOUSTIC EMISSION WORKING 
GROUP MEETING, NBS, Gaithersburg, 
MD; sponsored by NBS; contact: John A. 
Simmons, B118 Materials Building, 301/ 
921-3355. 


April 23-26 

AMERICAN NUCLEAR SOCIETY TOPICAL 
CONFERENCE ON COMPUTERS IN ACTI- 
VATION ANALYSIS AND GAMMA RAY 
SPECTROSCOPY: Mayaguez, Puerto Rico; 
sponsored by NBS, American Chemical 
Society, American Nuclear Society, Energy 
Research and Development Administra- 
tion, U. of Puerto Rico, Puerto Rico Nu- 
clear Center; contact: B. S. Carpenter, 
B108 Reactor Building, 301/921-2167. 


For general information on NBS confer- 
ences, contact Sara Torrence, NBS Office 
of Information Activities, Washington, 
D.C. 20234, 301/921-2721. 


May 8-10 

SYMPOSIUM ON REAL-TIME RADIO- 
GRAPHIC IMAGING, NBS, Gaithersburg, 
MD; sponsored by NBS and the American 
Society for Testing and Materials; con- 
tact: Donald A. Garrett, A106 Reactor 
Building, 301/921-3634. 


* May 18 

TRENDS AND APPLICATIONS 1978: DIS- 
TRIBUTED PROCESSING, NBS, Gaithers- 
burg, MD; sponsored by NBS, IEEE Com- 
puter Society; contact: Helen M. Wood, 
B212 Technology Building, 301/921-2601. 


* June 12-13 

MICROCOMPUTER BASED INSTRUMEN- 
TATION, NBS, Gaithersburg, MD; spon- 
sored by NBS, IEEE Computer Society; 
IEEE Group on Instrumentation and Meas- 
urement; contact: John Evans, A130 Tech- 
nology Building, 301/921-2381. 


* June 15 

TOOLS FOR IMPROVED COMPUTING IN 
THE 80’s, NBS, Gaithersburg, MD; spon- 
sored by NBS, Washington, D.C. Chapter 
of the Association for Computing Ma- 
chinery; contact: Trotter Hardy, A367 
Technology Building, 301/921-3491. 


June 19-21 

GAS KINETICS CONFERENCE, NBS, Gaith- 
ersburg, MD.; sponsored by NBS and the 
Committee on Chemical Kinetics, NBS/ 
NRC; contact: David Garvin, B152 Chem- 
istry Building, 301/921-2771. 


June 26-29 

CONFERENCE ON PRECISION ELECTRO- 
MAGNETIC MEASUREMENTS, Ottawa, 
Ontario, Canada; sponsored by Institute 
of Electrical and Electronics Engineers, 
U.S. National Committee-International 
Union of Radio Science, and NBS; con- 
tact: Dee Belsher, NBS, Boulder, Colo., 
303/499-1000, ext. 3981. 


July 17-20 

AMERICAN ASSOCIATION FOR CRYS- 
TAL GROWTH IV, NBS, Gaithersburg, 
MD.; sponsored by NBS and AACG; con- 
tact: Dr. Robert Parker, B164 Materials 
Building, 301/921-2961. 


*New Listings 
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Niws BRITS 


ATTIC VENTILATION WORKSHOP. The NBS Center for Building Technology will hold 


a workshop on Summer Attic Ventilation and Whole House Fan 
Ventilation ~on Uuly 137 519785" in, “Gaithersburg, | Md... The 
purpose of the workshop is to assess summer energy savings 
achieved by uSing various types of ventilation equipment. 
Persons interested in attending should contact Douglas M. 
Burch, Building Environment Division, National Bureau of 
Standards, sWwaSshington ,.D.G.020234;,. 302/921-3512 


NEW DATA SYSTEM FOR PHASE DIAGRAMS. NBS and the American Society for Metals 


are cooperating in a major new project to help create a 
worldwide data system for phase diagrams. The proposed data 
system will be designed to offer evaluated bibiliographic and 
numerical data on phase diagrams and on phase characterization 
for binary and multicomponent alloy systems. 


INSULATION TIP FOR WINTER. Do you have insulation in your attic? Even if 


ONE SMALL LEAP 


you do, you may need to add more if you live in a cold climate 
or if your house is heated by electricity. Don't forget to 
cover the attic joists completely when adding insulation batts 
above the level of the ceiling joists. Once the area between 
them is fully insulated, the greatest heat loss occurs through 
the joists, which may cover as much as 10 percent of the attic 
area. This tip and advice on how much insulation to add is 
available in the NBS consumer guide, Making the Most of Your 
Energy Dollars. POnmamecooy send «70m centsu tom™_Consuner 
Information Center, Department 184, Pueblo, Colorado 81009. 


FOR MANKIND. 1977 will be longer than a standard year because 
the world's timekeepers will add a leap second on December 31. 
Such additions are made, according to scientists at the 
National Bureau of Standards, because the extremely accurate 
atomic clocks used to keep official time gradually get out of 
step with the earth's rotation, which is erratic. There have 
been six leap seconds added to the world's time since 1972 
when the practice began, according to the NBS. The use of 
leap seconds is coordinated by the International Time Bureau 
(BIH) in Paris, France. 


PROTOCOL FOR LIBRARY NETWORKS. A set of conventions--or a protocol--has been 
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developed for the content and format of computerized library 
aniLormation. If this protocol is followed, it will be easier 
to exchange information among library computers. A task force 
of the National Commission on Libraries and Information 
Science developed the protocol, with technical assistance from 
the National Bureau of Standards. It will be used by the 
Library of Congress, New York public libraries, and other 
organizations. 
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INDEX TO 
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Volume 61, 1977 


A-B 
A Legacy Built of Adobe (Mar.) 
A New Self Balancing DC-Substitution RF 
Power Meter (Aug.) 
A Primer on Pressure (July) 
A Winning Invention: The Cerebellar Model 
Arithmetic Computer (jJan.) 
AC High Voltage Measurements on Firmer 
Footing (Dec.) 
AC Voltmeter/Calibrator Developed (Dec.) .. 
Accidents; Building Safety (June) 
Acoustical Measurement; Going to Extremes 
in the Study of Sound (May) 
ADA; The Dental Materials of Tomorrow 
Are Here Today (Nov.) 
Air Pollution Research Focuses on Organic 
Sulfur Chemistry (Nov.) 
Air Pollution Standard Reference Materials; 
New (Mar.) 
Alarm Systems; Home Security Alarms (Aug.) 
Alaska Oil Pipeline; Meeting a Measurement 
Challenge in Alaska (Jan.) 
Analytical Chemistry; Meeting a Measurement 
Challenge in Alaska (Jan.) 
An International Standards Code for Products 
(July) 
Argon Mini-Arc; Shedding More Light on the 
Ultraviolet (Aug.) 
Attic Insulation; Summer Tips for Saving 
Energy and Money (July) 
Building Codes; Operation Firestop (Nov.) 
Building Preservation; Preserving Stone Art 
and Architecture (Aug.) 
Building Safety (June) 
Building Safety; Destroying to Build Better 
(Feb.) 
Burn Hazards; Profile of an Inventor: Louis 
Marzetta (Aug.) 
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Calibration; Measurement Assurance Program 
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Calibration Methods Developed for Space 
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for Calibrating Lead Detection Instruments 
(Oct.) 
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Calibration Service; NBS Standard Neutron 
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Calibration Services for Radiation Sterilizing 
and Processing Industries; New (Sept.) ... 
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Captioning; Television Watching Could Be- 
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Cerebellar Model Arithmetic Computer; A 
Winning Invention: The (Jan.) 
Chemical Discovery; Scientific 
Track Smog Formation (Nov.) 
Clearing the Air on Smoke Detectors (Mar.) 
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COMMENT 
Facing A New Era (Nov.) Howard E. 
SOPOW Sieseresonercnt is covdhouspe terenerives the ererememe teteteuenete 
Fire Research (Mar.) John Lyons ........ 
Focusing on State and Local Governments 
(june) MamessVVV.ckotimeas enti more 
Materials Research (Aug.) John D. Hoffman 
Measures for the Nation (Feb.) Arthur 
Xe BOL Nish st eine oodc- cure tHe ooldbe 
Partners for Progress. (Sept.) Howard 1. 
Forman: “s2ceeaetttanes nto at ess mtn ew as 
Privacy in Medical Records (May) Ruth 
Davis 222k sat tte 8 ceria caceeemuammnn errs tere 
Science, Technology, and Effective Com- 
munication (Jan.) Ernest Ambler ........ 
Standards for Industrializing Nations (Apr.) 
Edwardif Brady Mer eeaen eae 


The NBS Identity Crisis (July) C. E. Peck 
Toward An _ Interdisciplinary Technology 
(Oct.) Sherman P. Fivozinski 
Who's In Charge Here? (Dec.) John L. Minck 
Clinical Chemistry Research; Out of the 
Classroom Into the Laboratory (Apr.) 
Computer Memories; Technology Assessment 
of (Aug.) 
Computer Security Privacy; NBS Issues Land- 
mark Study on Privacy in Health Records 
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(May)ia Saevecoeccre te crercccreniensca erie reere erences 
Computer Security Standard; First Federal 
(FED) aps erce aceite ee ears boa eee 
Computer Security; The Graphic Pen—An 
Economical Semiautomatic Fingerprint 
Reade@ra(Mati) ucts cnr caticneruc ton faves seer 
Computer Security; What’s the Password? 
(JURE) LS eee cats Ae eet am eine 
Computer Security; Will the Real John 
Hancock Please Sign In? (Jan.) ........... 


Computerized Automation; A Winning Inven- 


tion: The Cerebellar Model Arithmetic 
Computers an.) Vee a ate otc tert 
Consumer Education; Let the Buyer Be Aware 
(S@Dt.), Sen Oeienwve hos oe oun nen nace were 
Consumer Education; Utilizing Consumer In- 
me Or lanm cataye. cate oe aadic otiny ath Sioa 
Consumer Sounding Boards; Utilizing Con- 
Svinte Uisiane (EN) conenosocdmdpscoctuc 


Conversion of U.S. Customary Units of 
Length, Area, and Volume to SI (Oct.) ... 
Cooperative Research in Dentistry (Feb.) ... 
Coordination of Federal Screw Thread Stand- 
ards Shifts to GSA (Sept.) 
Copper Benchmark Standard Reference Ma- 


terials 7(Mati)apttic mo eretrs arent crea hoscee 
Cryocooler Invention Disclosed (Oct.) ..... 
Cryogenic Flow Measurement Code Ap- 
proved sa NBSm(Apia)imece cs ceases. 


Cryogenic Temperatures; Dielectric Measure- 
ments at (Feb.) 
Cryogenics; Cryocooler Invention Disclosed 
(OGt Bresson: ce ema ee ee 
Cryogenics; Limits of Hydrogen  Liquefier 
Efficiency Defined (May) 
Cryogenics; Liquefied Natural Gas (May) ... 
Crystal Studies; Single-Crystal Method for 
Identifying Crystalline Materials (July) 
Data Base; NBS, NIH Offer New Mass Spectra 


(Sept.)” -Foic odaatae.s oatvioe nies side eeGieste 
Data Center Investigates Oxygen and Sulfur 
insGoppera(Oct:) ajc. eerste ae eeice 
Datac- Goods MatamBacdadans) mereeenceernte 
Dental Research; Cooperative in Dentistry 
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(Feb.) 


Dental Research; New Technique for Dental 
Restorations (Apr.) 
Dental Research; Out of the Classroom, Into 
the Laboratory (Apr.) 
Destroying to Build Better (Feb.) 
Deuterium Lamp; Shedding More Light on 
the Ultraviolet (Aug.) 
Dielectric Measurements as Cryogenic Tem- 
peratures (Feb.) 
Dioxirane; Scientific Detectives Track Smog 
Formation (Nov.) 
Don’t Let Your Furnace Guzzzle Oil (Sept.) 
Dynamic Calibration Methods Developed for 
Space Shuttle Pressure Transducers (Feb.) 
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Economics of Solar Energy; Evaluating In- 
centives for Solar Heating Systems (Mar.) 
Electrically Tuned Far Infrared Lasers (Mar.) 
Electromagnetic Interference; Industry Calls 
for More Federal Initiative in Solving EMI 
Problems (Oct.) 
Electron Probe Microanalysis; Standard Ref- 


0 0 0 6.0 0 0 ele ee leie 6 0 (6 (els os in) wieile 


erence Materials for (Jam:)) see 
Electronic Technology; The Measurement 
Challenge iin’ (Feb:) 2.5..02-e seer 


Energy Conservation; Don’t Let Your Furnace 
Guzzzle Oil (Sept.) 
Energy Conservation; Energy Tips for Winter 
Savings (OCt-): cc. ass cc «sso citer ce ten neereetene 
Energy Conservation in Buildings; 
Energy Efficient Office Building (Feb.) 
Energy Conservation; Recycling Oil: A Quest- 
ing of Quality (une) 
Energy Conservation; Resource Conservation 
and Recovery (May) 
Energy Conservation; Summer Tips for Saving 


ee ary 


ed 


Energy and #Money’ (July) au nemerteerereerr 
Energy Problem; Material Aspects of the 
(Sept.) © S22 088 so. wis alana, se ele eee 


Energy-Related Inventions; The Key to Mar- 
keting New (July) 
Energy Tips for Winter Savings (Oct.) 
Environmental Monitoring System—Measure- 
ment is a Key; Toward a National (Dec.) .. 
Environmental Studies; Meeting a Measure- 
ment Challenge in Alaska (Jan.) 
Ethane, Liquefied Natural Gas (May) 
Evaluating Incentives for Solar Heating Sys- 
tems (Mar.) 
Exchange Program for State and Local Gov- 
ernment Employees (Oct.) 
Extended Calibration Service Available for 
low Vacuum (Gages ((Jam.)) <cepr-eieretieeneene 
Federal Trade Commission; Recycling Oil: 
A Question of Quality (June) 
Federal Trade Commission (FTC); When is a 
Product Portable? (July) 
Fire Modeling Group Organized (June) 
Fire Prevention and Control; Clearing the 
Air on Smoke Detectors (Mar.) 
Fire Research with the Gypsum 
(Jan.) 
Fire Safety in Buildings; Operation Firestop 
(Nov.) 
First Federal 
(Feb.) 
Fluorocarbons; Shedding More Light on the 
Ultraviolet (Aug.) 
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DIMENSIONS / NBS 


Fusion Diagnostics; Spectra of Highly lonized 
Molybdenum and Heavy Elements Pro- 
vided for (June) 

Glass Developments for SHIVA Laser (Sept.) 

Going to Extremes in the Study of Sound 
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CIMVANG eter even lcincicaeaisiisr cys oi no 8 nassau odes 3 
GoodsDatambadwDataty (ans) cece «ose 500-00 14 
GSA Pilot Project; New Energy Efficient 

Oricempulleimen (Rebs) ee oe sct<eiys a ccls. cs 2 

H-I 
Halocarbons from Lower Atmosphere; Pos- 

sible Mechanism for Removal of (Mar.) .. 23 
Handbook 28; Coordination of Federal Screw 

Thread Standards Shifts to GSA (Sept.) ... 21 
Harnessing Technology for State and Local 

UES (OYE) scans. cen HOE CSIC OO oIOIDE 8 
Heterodyne Receiver at 300 GHz Developed; 

itnerence! (Wa) seeking ae nompoeaetiee soe tn 27 
Highly Efficient Laser lonization of Dense 

Vaponsm\Ghileveca (Jal) cs cen erevacratroe ers 22 
omensecunityeAlanmss(AUS)) eee sacectcs « 15 
HOWmowee tal siltda(Mane)/mateec sec cteeele siete erre 20 
Humidity Calibration Service Extended to 

Broader Temperature, Pressure Range (Jan.) 22 
Hydrocarbon-In-Air Standard Reference Ma- 

LTAUSMGIVINE seats oe cicenan Creo Rees eee 24 
Hydrocarbon Measurement; Meeting a Meas- 

urement Challenge in Alaska (Jan.) ...... 6 
Improved Heterodyne Receiver at 300 GHz 

Develomeclan Uy) mer peseese ese seein tces. ohne DY 
Integrated Circuits; Participants Wanted for 

IC Linewidth Calibration Study (Sept.) 20 
Inventions; The Key to Marketing New 

ENengy-Related aIUly) lame. ccs ceemerieracs cts 20 
Industry Calls for More Federal Initiative in 

SolvingseMile Problems (Oct) Jo.0.cces50 - 20 
Insulation; Energy Tips for Winter Savings 
OG reg ite os tars on Sih eee hale gem on Skies 6 
Integrated Circuits; Participants Wanted for 

IC Linewidth Calibration Study (Sept.) .... 20 
Interferometric Wavemeter for CW Dye 

Easersmmevelopeds (Feb.)) Ss .ssecaccsnee aes 22 
Inventions; Profile of an Inventor: Louis 

NVARZe tame (ANU GU) ere cestevayee elecvisps e) crarsvcuersiaesie asc 14 
Inventions; The Key to Marketing New 

Eneney=Relatecdm(Jtly)iiaectcc oes: cee cee aes 20 
IR-100; NBS Inventiveness: Still a Winning 

Comin ocdltvenl GQ CU\en weiass. cccw oe veces ness 3 
ISTC; Coordination of Federal Screw Thread 

StandandsmomiitsstOnGSA (Septem acest cove ce 21 

J-K-L 
Lambda Meter; NBS Inventiveness: Still a 

Winning Gommodity .(Oct) sas... ede er 3} 
Laser Energy; New Calorimeter Unit Measures 

GAD. KURVOWT)). le Weetocccetei CRA eRe RO CEE erat 23 
Laser lonization of Dense Vapors Achieved; 

igi VaEIICrentm amneynecen ce aitteniete c screroe 22 
Laser; Interferomic Wavemeter for CW Dye 

Lasers Developedm(Feb:)i i. ceacsanccecta re D2 
Lasers; Electrically Tuned for Infrared (Mar.) 25 
Law Enforcement; Standards for (May) ..... 21 
Let the Buyer Be Aware (Sept.) ...........- 7 
Limits of Hydrogen Liquefier Efficiency De- 

nals (IMMER “GameteMacer cacareacts. ater telarna en Ceara 23 
Linewidth Standard; Participants Wanted for 

IC Linewidth Calibration Study (Sept.) .... 20 


Liquefied Natural Gas (May) .............. 
LNG; Liquefied Natural Gas (May) 
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Magnification SRM; NBS Inventiveness: Still 

a Winning Commodity (Oct.) 
Making the Most of Windows (Dec.) 
Manometers; A Primer on Pressure (July) .. 
Manometers; Users’ Guide to Pressure Meas- 

urement Services (Aug.) 
MAP; Measurement Assurance Program (June) 
Marine Studies; Meeting a Measurement 
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Cmallleance iin Wesle (Wein) sacasscccccsdoc 
Material Now Available for Marine Studies; 
ResearchuiDeG)) temnun cic scan ete meas 
Materials Aspects of the Energy Problem 
(SCpta aren ee vie arom oe set, 5 tome oom 


Measurement Assurance Program (June) 
Measurement is a Key; Toward a National 
Environmental Monitoring System— (Dec.) 
Measurement Problems; Silicon for Infrared 
Imaging Creates New (Sept.) 
Measurements of Earth’s Motion Agree Gen- 
eral Relativity Theory (May) 
Measurements on Firmer Footing; AC High 
Voltage (Dec.) 
Measures for Equity: NCWM (June) ....... 
Mechanism for Transferring Federal Tech- 
nology to State and Local Governments 
(QILUTRKE) scien cece toes: eee tcrccacr aoe aren tore Ree 
Medical Research; Polyethylene Proposed 
for Biocompatibility Studies (May) 
Meeting a Measurement Challenge in Alaska 
(Jan.) 
Meters; Study of Grain Moisture (Sept.) .... 
Methane; Liquefied Natural Gas (May) ..... 
Metric Education; A New “Metric Style 
Guicke? ion INGIS (Fos) soccacoascaccdaac 
Metrication Australian Style (June) 
Metrication; NBS Guidelines for Use of the 
Metric System (Oct.) 
Metrication; Transition to Ametrica (Jan.) .. 
Microelectronics Industry; Upcoming Dimen- 
sional Standard Aimed at Needs of (Dec.) 
Microscope Systems; New  “Piezo-Flex’’ 
Micropositioning Stage Permits Smooth 
Control of Displacements in (July) 
Miniature Electric Field Probe Developed 
(Nov.) 
Moisture Meters 


Begun; Study of Grain 
(SEP) uss Sols wuare etelels cisnaale ers ateiereneterenallarsiensi a 
Molecular Identity of Power Plant Stack 
Particulates ((AUg.)\merrteceeceares rr erecta 
National Conference on Weights and Meas- 
ures; Measures for Equity: NCWM (June) 
Natural Gas; Liquefied (May) 
NBS/ASTM Research Associate Program De- 
velops Urgently Needed SRM’s (Aug.) 
NBS, Aluminum Association, and American 
Electroplaters’ Society Form Program (Apr.) 
NBS Cryogenic Flow Measurement Code Ap- 
proved (Apr.) 
NBS Guidelines for Use of the Metric Sys- 
tem (Oct.) 


ee 


NBS Inventiveness: Still A Winning Com- 
Moditve (Oct Wie ercwrems se kherecree svete cits soiate 
NBS Issues Landmark Study on Privacy in 
ikcelltiny eevee (OMEN) ocnccoomoanacussons 
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NBS Microcopy Resolution Test Chart SRM 
Accepted for International Use (May) .... 
NBS, HIH Offer New Mass Spectra Data Base 
(Sept.) 
NBS Standard Neutron Beams Extend Energy 
Range for Personnel Dosimeter Calibrations 
(July) 
NBS Undertakes Data Work for Energy Prob- 
lems (Oct.) 
NBSLD; New Energy Efficient Office Building 
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(RGDI etc ets rare cme meee create ae cre 2 
Neutron Diffraction for NDE Being Studied 
GED): Aotietaos care yeen on Boca cle tema salon 26 
Neutron Diffraction Powder Patterns; Prob- 
Alike Anallvas Or (Wn) asccocdnancacspcas WD 
New Air Pollution Standard Reference Ma- 
tenlalste (ape eee mera eehiare cs mare te reenter: 27 
New Calibration Services for Radiation Ster- 
ilizing and Processing Industries (Sept.) 26 
New Calorimeter Unit Measures High Laser 
EME V ORCA DK) wae coe ctetere cue elie (el sheucd suet ei etecstens Ds 
New Device Aids Deep Ocean Research 
(ADI) Imre ein ee colette sts ele cei atataatee ce ote 12 
New Energy Efficient Office Building (Feb.) 2 
New ‘Piezo-Flex’’ Micropositioning Stage 
Permits Smooth Control of Displacements 
in Microscope Systems (July) ............ 26 
New SRM’‘s Aid Industrial Hygiene Analyst 
(Die Gs )iereve srerapeasie cis, ste sns.ie lo slisioitig aw alae aheletersrale 22 
New Standard Reference Materials to Aid 
Research on Role of Chromium on Nutri- 
CLOT CA Pir) mmenteeee ete custalcns ccsts ehevars ie euoemenrereterens 26 
New Technique for Dental Restorations (Apr.) 22 
New Thermodynamic Tables Being Prepared 
IMI Seek os etree citer Dectichacato 27 
NOAA/NBS_ Research; Meeting a Measure- 
ment Challenge in Alaska (Jan.) ......... 6 
Noise Measurement and Characterization; 
Going to Extremes in the Study of Sound 
AEN GIs micenicamepioeckeeed cat hth wrckatrachoin Gt Oe Ee oie o 3 
Nondestructive Evaluation; Neutron Diffrac- 
tion for NDE Being Studied (Jan.) ......... 26 
Nondestructive Evaluation; Thermal Neutron 
MErOnrcoloeraliay (MET) socsoonadeocaaoone 22 
Nutrition; SRM’s; New Standard Reference 
Materials to Aid Research on Role of 
Chiron Cm CNA) soudnocnocsuaccnogsd 26 
Occupational Safety and Health Administra- 
tion (OSHA)/NBS Research; Building Safety 
(UMS I rcperver vet rarevorenets sietsl ote sie costs ancuave: AVivecscste 17 
Ocean Research; New Devices Aids Deep 
WAN ele) cls, caries Senco aes aIaSrON AeRCRR es Oa USP 12 
Office of Energy-Related Inventions; The Key 
tomManketings Newer (JULY) i raeeeettsistecinai 20 
Oil Burners; Don’t Let Your Furnace Guzzle 
MUSE eee een cre see 14 
Operations Firestopa(INOV:) Parserarcrctersrenctel- cictets 8 
Optical Radiation; Shedding More Light on 
them Ultraviolet s(AUg*)iener sca rere eters 21 
Out of the Classroom, Into the Laboratory 
CADIS ererectencsrets cf ccatare we ates erciniedal ea eler'ens he el 8 
Ozone; Shedding More Light on the Ultra- 
VIOlet a (AUG! San errr tobieittccsc ate cet 21 
P-Q-R 
Participants Wanted for IC Linewidth Calibra- 
HOmeStuUdv(Sept)) me. semeoscometnclaais © screens 20 
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INDEX continued 


Particulates; Molecular Identity of Power 
Blante'S tackea (AUCs) ban rarest cite ise 
Peak-Shaving; Liquefied Natural Gas (May) 


Performance Criteria; Preserving Stone Art 
ANGBATGHI tecture CNUSamtstnei eer teeter ets 
Photodetector Lose Dynamic Range With 
ModtilatedsStgnals (Dec meme aan 
Photomasks; Participants Wanted for IC Line- 
width Calibration Study (Sept.) .......... 
Piston Gage; A Primer on Pressure (July) .... 
Piston Gage; Users’ Guide to Pressure Meas- 
Mice SCIVIEES VAUED) sobs ccannonoudnoc 
Polyethylene Proposed for Biocompatibility 


Studlesa(Mayiewie. steerer cea cece: 
Portability; When is a Product Portable? 
(Tully) atsnca atch ae eee an cir aces Sve 
Possible Mechanism for Removal of Halo- 


carbons from Lower Atmosphere (Mar.) . 
Power Meter; A New Self Balancing DC- 
Substitution RF (Aug.) 
Preservatives; A Legacy Built 
(Mar.) 
Preserving Stone Art and Architecture (Aug.) 
Pressure Standards; Users’ Guide to Pressure 
Measurements services: (AUg=)). «scsi» 
Pressure Studies; New Devices Aids Deep 
OceanwReseanchi(A pices rece oltre race 
Pressure Transducers; A Primer on Pressure 
(July) 
Pressure Transducers; Users’ Guide to Pres- 
sure Measurement Services (Aug.) 
Product Labeling; Let the Buyer Be Aware 
ES 2] 0) oh Nekeaicat tet 4 6, 8° Strain oS, GEREO EE ans 
Profile Analysis of Neutron Diffraction Pow- 
der -Patterns® (lune}meeeene eerie ae. 
Profile of an Inventor: Louis Marzetta (Aug.) 
Progressive Collapse in Buildings, Destroying 
to Build Better (Feb.) 
Radiation Facility Now Available to Outside 
Users; Synchrotron (Feb.) 
Radiation Standards for Health Safety; Ultra- 
violet (Dec.) 
Radiation Sterilizing and Processing Industry; 
New Calibration Services for (Sept.) ..... 
Radiometric Detector Calibration Capability 
Inereasedi(NOVa)atics-rt-eccrocioracteeaenrs anes 
Radiophanmaceuticalsa(Dec:) sna. ae eee 
Raman Spectroscopy; Molecular Identity of 
Power Plant Stack Particulates (Aug.) ..... 
Recycling Oil; A Question of Quality (June) 
Reference Data; Good Data, Bad Data? (Jan.) 
Reference Data Report (May) .............. 
Reference Materials Available for Calibrating 
Lead Detection Instruments (Oct.) 
Research Associate; How Sweet Is It? (Mar.) 
Research Associate Program Develops Ur- 
gently Needed SRM’s NBS/ASTM (Aug.) .. 
Research Associate Program; NBS, Aluminum 
Association, and American Electroplaters’ 
SOeKeiay odin) (Moyen WA) cocosccseonnee 
Research Associate Program; The Dental Ma- 
terials of Tomorrow Are Here Today (Nov.) 
Research Material Now Available for Marine 
Sttidies \(Deciiae cee eee eee 
Residential Security; Home Security Alarms 
GUID Acme Sh OLAn Aine or NEC OTE ee ees 
Resource Conservation and Recovery (May) 
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Safety; Ultraviolet Radiation Standards for 
Healt Dec): cee at anes ee eee 
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Satellite-Controlled Clock; NBS Inventiveness: 
Still a Winning Commodity (Oct.) 
Scientific Detectives Track Smog Formation 
(Nov.) 


Screw Threads; Coordination of Federal 
Screw Thread Standards Shifts to GSA 
(SO pia eS ye Gon ears ee Meee eras 

Shedding More Light on the Ultraviolet 
(AUS: eae hn Sn Oe ea te ee ee ee 


SHIVA Laser; Glass Developments for (Sept.) 
Silicon for Infrared Imaging Creates New 
Measurement Problems (Sept.) 
Single-Crystal Method for Identifying Crystal- 
line Materials (July) 
Smog Research; Scientific Detectives Track 
Smogsrormatronm(NOvVs) eases eee eee 
Smoke Detectors; Clearing the Air on (Mar.) 
Solar Energy Systems Evaluation; New Energy 
Efficient Office Building (Feb.) ........... 
Solar Heating Systems; Evaluating Incentives 
for (Mar.) 
Spectra of Highly lonized Molybdenum and 
Heavy Elements Provided for Fusion Diag- 
nostics (June) 
SRM; Standard Reference Materials for Scan- 
ning Electron Microscopy (Feb.) 
SRM’'s Accepted for International Use; NBS 
Microcopy Resolution Test Chart 
SRM’s Aid Industrial Hygiene Analyst; New 
(DEG? ic. coe tres enn Oe ak Bee Re eee 
SRM’s; Copper Benchmark Standard Refer- 
ences Matentalsm(Mar marca cat tite tree 
SRM’s, Environmental; Meeting a Measure- 
ment Challenge in Alaska (Jan.) 
SRM’s, Environmental; Things Your Mother 
Never Told You About Spinach (May) .... 
SRM’s; Hydrocarbon-In-Air Standard Refer- 
ve IMELO MES (IIE) saccnoabacan’ socouad 
SRM’‘s; NBS/ASTM Research Associate Pro- 
gram Develops Urgently Needed (Aug.) .. 
Standard Reference Materials for Electron 
Probe Microanalysis (Jan.) 
Standard Reference Materials for Scanning 


Electronm Microscope (kel) meee eit 
Standards Code for Products; An_ Inter- 
national a (/ULY) eerie a teers 
Standards for Law Enforcement (May) ....... 
Standards Legislation; The U.S. Voluntary 
Standards System: NBS Role May Be Chang- 
nyca€ Ela Paeeaicusts Gere citiaca Seaman oadic 5.8 So 
Stone Preservatives; Art and Architecture 


Preserving Stone (Aug.) 
Storm Windows; Energy Tips 
Savings! (Oct) "Eley. Naseem ac rcsede ieee 
Student Scientists; Out of the Classroom, 
Into the Laboratory (Apr.) 
Study of Grain Moisture Meters Begun (Sept.) 
Sulfur in Copper; Data Center Investigates 
Oxygen and (Oct.) 
Summer Tips for Saving Energy and Money 
July) 
SURF; Shedding More Light on the Ultra- 
violet (Aug.) 
Synchrotron Radiation Facility Now Available 
to Outside Users (Feb.) 
Synchrotron; Shedding More Light on the 
Uithavioletii(Augs) manners een reer 
Technology Assessment of Computer Mem- 
ORIESHA UBT. wane Stet agsteee bate ime ae es 
Technology Transfer; Harnessing Technology 
for State and Local Use (Oct.) 
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Television Watching Could Become Mean- 
ingful (Apr.) 
Temperature SRM_ Will 


© 00 © 6 6.0 © © 8 © 0:0) 0) 06s) ele etalehonenelsielal 


Aid Accuracy of 


Clinical Tests. (NOV) J. ose eee 
The Dental Materials of Tomorrow Are Here 
Today. (NOV.) .:.ss.o54 80 eee eee 
The Graphic Pen—An Economical Semiauto- 
matic Fingerprint Reader (Mar.) ......... 
The Key to Marketing New Energy-Related 
Inventions (July) 22sec cme tetera 
The Measurement Challenge in Electronic 
Technology (Feb.)) 2. ee uneeee eee 
The State of NBS, Part 1: Technical Quality 
and Problem Solving (Mai.)iemeeiaeaeenet 


The State of NBS Part 2: Moving With the 
Times (Apr.) 
The U.S. Voluntary Standards System: NBS 
Role May Be Changing (Jan.) ............ 
Theory; Measurements of Earth’s Motion 
Agree With General Relativity (May) 
Therm Meter; Liquefied Natural Gas (May) .. 
Thermal Neutron Xeroradiography (Mar.) ... 
Thermodynamic Tables Being Prepared; New 
(July) 
Things Your Mother Never Told You About 
Spinach (May) 
Time; Television Watching Could Become 
Meaningful (Apr) 2. 2 sac ole eitelee arenes 
Timekeeping Better Than Previously Be- 
lieved; Worldwide (Sept.) 
Toward a National Environmental Monitoring 
System—Measurement is a Key (Dec.) .... 
Transfer Standards; Measurement Assurance 
Program (June) 
Transition to Ametrica (Jan.) 
TvTime: Television Watching Could Become 
Meaningful (Apr.) 
Two-Year Study Begun on Attic Ventilation 
(Nov.) 
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Ultraviolet Radiation; Problems and Issues 
(SEP) sec kus ew cen iste 05 tis Stee eee ene een 
Ultraviolet Radiation Standards for Health 
Safety (Dec.) ..........02 2st eee 


Upcoming Dimensional Standard Aimed at 
Needs of Microelectronics Industry (Dec.) 


Use of Vibrational Spectroscopy for NDE 
(APP.) “dance see 4 syed + ces dace see Sn 
User’s Guide to Pressure Measurement Serv- 
ices, (AUB.) stasis s.s 05.5 0-005 eel eee 
Utilizing Consumer Insight (Jan.) ........... 
UV, Shedding More Light on the Ultraviolet 
(AUB) eco ence cages stele. 0 2 seen eeeea een 


Validating Data Encryption Device (Nov.) ... 
Ventilation; Summer Tips for Saving Energy 
and Money (July) 200700... 2 =e eee 
Voltage Measurements on Firmer Footing; 
AC High’ (Dec:) ov. 2.00... See ee 
Voltmeter/Calibrator Developed; AC (Dec.) 
Voluntary Consumer Product Information 
Labeling Program; Let the Buyer Be Aware 
(Sept). cds .scekov.« debe ieee ee 
Voluntary Standards; Utilizing Consumer In- 
sights. (Jan.). «00.0 «stem oaioe thon een 
What Won’t Change As We ‘Go Metric’’ 
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True or false: The energy you 
use for home heating can be 
reduced by up to 50 percent. 
True, say researchers at the 
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